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Preface

Manual Purpose

This manual contains the instructions necessary to operate the product safely and in
accordance with its function and intended use. Observance of this manual is a
prerequisite for proper product performance and correct operation and ensures patient
and operator safety.

This manual is based on the maximum configuration and therefore some contents may
not apply to the product. If you have any question, please contact Mindray.

This manual is an integral part of the product. It should always be kept close to the
equipment so that it can be obtained conveniently when needed.

Intended Audience

This manual is geared for clinical professionals who are expected to have a working
knowledge of medical procedures, practices and terminology as required for monitoring
of patients.

[llustrations

Allillustrations in this manual serve as examples only. They may not necessarily reflect
the setup or data displayed on the monitor.

Conventions

B talic text is used in this manual to quote the referenced manuals, chapters,
sections and formulas.

B Bold textis used to indicate the screen texts and names of hard keys.

B —isused to indicate operational procedures.
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1 Safety

1.1 Safety Information

WARNING

Indicates a potential hazard or unsafe practice that, if not avoided, could
result in death or serious injury.

CAUTION

Indicates a potential hazard or unsafe practice that, if not avoided, could
resultin minor personal injury or product/property damage.

NOTE

Provides application tips or other useful information that does not involve
patient or user risk.

1.1.1  Warnings

WARNING

® This equipment is used for a single patient at a time.

®  Toavoid explosion hazards, do not use the equipment in the presence of
oxygen-rich atmospheres, flammable anesthetics, or other flammable
agents.

®  Donottouchthe equipment’s metal parts or connectors when in contact with
the patient; otherwise patient injury may result.

® MR unsafe: the VS series vital signs monitor is not intended to be used within
the Magnetic Resonance (MR) environment.

°

Before connecting the equipment to the mains power, ensure that the
voltage and frequency ratings of the power line are the same as those
indicated on the equipment’s label or in this manual.
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Before putting the system into operation, the operator must verify that the
equipment, connecting cables, and accessories are in correct working order
and operating condition.

To avoid risk of electric shock, the equipment must only be connected to
mains power with protective earth, or operated on battery power.

Do not touch the patient and live parts simultaneously. Otherwise patient
injury may result.

Do not open the equipment housings. All servicing and future upgrades must
be carried out by trained and authorized personnel.

Do not rely exclusively on the audible alarm system for patient monitoring.
Turning the alarm volume to a low level or off may result in a hazard to the
patient. Always keep the patient under close surveillance.

Alarm settings should be customized according to patient situations.

Do not place the equipment or accessories in any position that might cause it
to fall on the patient.

Do not start or operate the equipment unless the setup was verified to be
correct.

To avoid inadvertent disconnection, route all cables in a way to prevent a
stumbling hazard. Wrap and secure excess cabling to reduce risk of
entanglement by patients or personnel.

The physiological data and alarm messages displayed on the equipment are
for reference only and cannot be directly used for diagnostic interpretation.
The equipment should not be used as the sole basis for medical decisions. It
must be used in conjunction with clinical signs and symptom. If any
measurement seems questionable, first check the patient’s vital signs by
alternate means and then check the equipment for proper functioning.

Do not come into contact with the patient during defibrillation. Otherwise
serious injury or death could result.

The equipment should not be used as the sole basis for medical decisions. It
must be used in conjunction with clinical signs and symptom. If any
measurement seems questionable, first check the patient’s vital signs by
alternate means and then check the equipment for proper functioning.

Do not use the multiple portable socket outlets (MPSO) or AC mains
extension cords. Insure that the sum of the individual ground leakage
currents does not exceed the allowable limits.

1.1.2 Cautions
CAUTION

Use only parts and accessories specified in this manual.
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Disposable accessories are not designed to be reused. Reuse may cause a risk
of contamination and affect the measurement accuracy.

Ensure that the equipment is supplied with continuous electric power during
operation from the mains power or batteries. Sudden power failure may
cause data loss.

When no battery is installed, ensure that the monitor is supplied with
continuous electric power during operation. Sudden power failure may lead
to data loss.

Store and use the equipment in specified environmental condition. The
monitor and accessories may not meet the performance specification due to
aging, stored or used outside the specified temperature and humidity range.

Magnetic and electrical fields are capable of interfering with the proper
performance of the equipment. For this reason make sure that all external
devices operated in the vicinity of the equipment comply with the relevant
EMC requirements. Mobile phones, X-ray equipment, and MRI devices are
possible sources of interference as they may emit higher levels of
electromagnetic radiation.

Always install or carry the equipment properly to avoid damage caused by
drops, impacts, strong vibrations or other mechanical forces.

Dry the equipment immediately in case of rain or water spray.

Some settings are password protected and can only be changed by
authorized personnel. Contact your department manager or biomedical
engineering department for the passwords used at your facility.

Do not loop the patient cabling into a tight coil or wrap around the device, as
this can damage the patient cabling.

Dispose of the package material as per the applicable waste control
regulations. Keep it out of children’s reach.

At the end of its service life, the equipment, as well as its accessories, must be
disposed of in compliance with the guidelines regulating the disposal of such
products. If you have any questions concerning disposal of the equipment,
please contact Mindray.

1.1.3 Notes
NOTE

The equipment software copyright is solely owned by Mindray. No
organization or individual shall resort to modifying, copying, or exchanging
it or to any other infringement on it in any form or by any means without due
permission.

Put the equipment in a location where it can be easily viewed and operated.
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The equipment uses a mains plug as isolation means to the mains power. Do
not locate the equipment in a place difficult to access the mains plug.

During normal use, the operator is expected to face the front of the
equipment.

Remove the battery before shipping the monitor or if it will not be used for
an extended period of time.

The software was developed in compliance with IEC62304, to minimize the
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Dispose of in accordance to your
country’s requirements the European Community

Authorized representative in

Manufacturer MR Unsafe (magnetic
resonance)

using linear inflation technology, which can measure the blood pressure
quickly and comfortably during cuff inflation.

TrueBP is Mindray's new non-invasive blood pressure measurement algorithm

TrueTemp™ is Mindray's new prediction algorithm to measure body
temperatures accurately and quickly.
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2 Equipment Introduction

2.1 Indications for Use

The VS 8/VS 8A Vital Signs Monitors are intended for monitoring, displaying, reviewing,
storing, alarming, and transferring of multiple physiological parameters including
Temperature (Temp), Pulse Oxygen Saturation (SpO,), Pulse Rate (PR), Non-invasive
Blood Pressure (NIBP). All the parameters can be monitored on single adult, pediatric,
and neonatal patients.

The monitors are to be used in healthcare facilities by clinical professionals or under their
guidance. They should only be used by persons who have received adequate training in
their use. The VS 8/VS 8A Vital Signs Monitors are not intended for helicopter transport,
hospital ambulance, or home use.

NOTE

This manual is based on the maximum configuration and therefore some
contents may not apply to the product. If you have any question, please
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2.3 Main Unit

2.3.1 Front View

(10)

mindray

(1) |

PO
) @ (l) (;) (E|3)

B@HeE 6

Power on/off indicator
+ On:indicates that the monitor is on or on Standby.

+ Off: indicates that the monitor is off.

Power switch:
+ Pressing this switch turns on the monitor.

* When the monitor is on, if no measurement is being performed, pressing this
switch enters standby mode.

* When the monitor is on, pressing and holding this switch for above 3 seconds
turns off the monitor.

AC power indicator:
+ On:when AC power is connected.

+ Off: when AC power is not connected.
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(10)

Battery indicator:
+ Yellow: the battery is being charged.

+ Green: the battery is fully charged.
+ Flashing green: the monitor operates on battery power.

+ Off: no battery is installed, or the monitor is powered off and no AC power is
connected.

Alarm Reset/Pause key
* Pressing this key resets the alarm system.

+ Pressing and holding this key for more than 2 seconds pauses or resumes alarms.

NIBP Start/Stop key
Starts/stops NIBP measurement.

Admit patient key
Press this key to admit a new patient.

Knob
+ Rotate the knob clockwise or counterclockwise to switch to another screen
element.

+ Press the knob to select one item, such as accessing a menu or confirming the
selection.

Display screen

Alarm indicator

When a physiological alarm or a technical alarm occurs, this indicator will flash as
defined below.

+ High priority alarm: the lamp quickly flashes red.

+ Medium priority alarm: the lamp slowly flashes yellow.

Low priority alarm: the lamp lights in cyan without flashing.
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2.3.2 Side View

(1) Handle

(2) Recorder

3) Connector for SpO, cable
4) Connector for NIBP cuff
(5) USB connectors

Connect approved USB devices, for example the keyboard, mouse, and barcode
reader.

(6) Network connector
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2.3.3 Rear View

(1) Multi-function connector

2 Connector for an external battery
) AC power input

(4) Equipotential grounding terminal

When using the monitor together with other devices, connect their equipotential
grounding terminals together to eliminate the potential difference between them.
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3 Getting Started

3.1 Equipment Preparation Safety Information

WARNING

Use only installation accessories specified by Mindray.

®  Connect only approved devices to this equipment. Devices connected to the

equipment must meet the requirements of the applicable IEC standards (e.g.
IEC 60950 safety standards for information technology equipment and IEC
60601-1 safety standards for medical electrical equipment). The system
configuration must meet the requirements of the IEC 60601-1 medical
electrical systems standard. Any personnel who connect devices to the
equipment’s signal input/output port are responsible for providing evidence
that the safety certification of the devices has been performed in accordance
to the IEC 60601-1. If you have any questions, please contact Mindray.

The monitor and parameter monitoring accessories are suitable for use
within the patient environment. For other equipment and accessories
connected to the monitor, consult corresponding manufacturers for the
suitability within the patient environment.

If it is not evident from the equipment specifications whether a particular
combination with other devices is hazardous, for example, due to summation
of leakage currents, please consult the manufacturer or an expertin the field.
A determination must be made that the proposed combination will not
negatively affect the devices themselves or the patient's safety.

If the accuracy of any value displayed on the monitor, central station, or
printed on areport is questionable, determine the patient’s vital signs by
alternative means. Verify that all equipment is working correctly.

CAUTION

The equipment should be installed by Mindray authorized personnel.

When disposing of the packaging material, be sure to observe the applicable
waste control regulations and keep it out of children’s reach.

Before use, verify whether the packages are intact, especially the packages of
single use accessories. In case of any damage, do not apply it to the patient.

Avoid rough handling during transport.
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3.2

3.3

Make sure that the equipment operating environment meets the specific
requirements. Otherwise unexpected consequences, e.g. damage to the
equipment, could result.

®  Observance of this manual is a prerequisite for proper product performance
and correct operation and ensures patient and operator safety.

NOTE

®  This manual is based on the maximum configuration and therefore some
contents may not apply to the product. If you have any question, please
contact Mindray.

®  putthe equipment in alocation where it can be easily viewed and operated.

o Keep this manual in the vicinity of the equipment so that it can be referenced
when needed.

®  savethe packing case and packaging material as they can be used if the
equipment must be reshipped.

°

Many settings in the patient monitor are password protected. Itis
recommended to change the default passwords and keep the passwords
safe. Passwords should only be changed by authorized personnel. Contact
the department manager or biomedical engineering department for the
passwords used at the facility.

Unpacking and Checking

Before unpacking, examine the packaging carefully for signs of damage. If any damage is
detected, contact the carrier, distributor, or Mindray.

If the packing case is intact, open the package and remove the equipment and
accessories carefully. Check all materials against the packing list and check for any
mechanical damage. Contact Mindray in case of any problems.

Environmental Requirements

The operating environment of the equipment must meet the requirements specified in
this manual.

The environment where the equipment is used shall be reasonably free from noises,
vibration, dust, corrosive, flammable and explosive substances. Moreover, to maintain
good ventilation, the equipment shall be at least 2 inches (5cm) away from around the
cabinet.

When the equipment is moved from one place to another, condensation may occur as a
result of temperature or humidity difference. In this case, never start the system before
the condensation evaporates.
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3.4

34.1

3.4.2

CAUTION

®  Make sure that the equipment operating environment meets the specific

requirements. Otherwise unexpected consequences, e.g. damage to the
equipment, could result.

Setting Up the Equipment

Observance of this manual is a prerequisite for proper product performance and correct
operation. It ensures patient and operator safety.

Installing a Battery

Itis recommended to always install a fully charged battery in the monitor to ensure
normal monitoring in case of accidental power failure.

Follow this procedure:
1. Make sure the monitor is off and all cables are disconnected.

2. Lay the monitor down to have access to the bottom of the monitor.

3. Open the battery compartment door by turning the screw counterclockwise.

4, Insert the battery into the battery compartment with the battery terminal out-
wards. Then connect the battery to the connectors on the left of the battery com-
partment.

5. Close the battery door and turn the screw clockwise.

Connecting the AC Mains

The monitor is powered by an AC power supply. Before connecting the equipment to
the AC mains, check that the voltage and frequency ratings of the power line are the
same as those indicated beside the AC power input.

To use the AC power source, follow this procedure:
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1. Connect the female end of the power cord with the AC power input.
2. Connect the male end of the power cord with a wall AC outlet.
3. Check that the AC indicator is on.

The AC indicator is off if the AC mains is not connected. When AC mains is connected,
the AC indicator is illuminated in green.

WARNING

Operate the equipment on battery power if the integrity of the protective
earth conductor or the protective earthing system in the installation is in

doubt.

CAUTION

o Always use the accompanying power cord delivered with the monitor.

® Before connecting the equipment to the AC mains, ensure that the voltage
and frequency ratings of the power line are the same as those indicated
beside the AC power input.

NOTE

(]

Use the cable retainer to secure the power cord to prevent it from falling off.

3.4.3  Connecting a Barcode Reader
The monitor supports both linear (1D) barcode reader and two-dimension (2D) barcode
reader. The barcode reader is connected to the monitor via the USB connector.
3.4.4  Connecting a Digital Scale
You can connect a HEALTH O METER 600KL-BT scale via the USB connector to obtain the
height, weight, and BMI data of a patient.
3.45  Setting up a Card Reader
You can connect a card reader to read clinician’s ID cards for easy input of clinician
information. The card reader is connected to the monitor via the USB connector.
The monitor supports the following two types of card readers:
B RFIDeas, RDR-80531BKU
H  RFIDeas, RDR-805H1AKU-X-C72
To set up the card reader, follow this procedure:
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3.5

3.6

1. Configure the card reader to work with your Clinician card. For detailed
instructions, refer to the user manual of the card reader.

2. Connect the card reader to the monitor via the USB connector.
On the monitor, set the MLDAP server as described in 16.15.13 Setting MLDAP.

4. Test the server connection as described in 16.15.14 Testing MLDAP Server Connec-
tion.

5. Set the clinician login as described in 16.3.1 Setting Clinician Login. Make sure the
settings of Clinician Login and Imprivata Domain on the monitor are the same
with the settings on the Imprivata server.

If your card reader has problem scanning your card after long time use, perform the
above procedure again to re-set your card reader.

Turning on the Monitor

Before beginning measurement, turn on the monitor, and perform the following
inspections;

1. Check the monitor for any mechanical damage. Make sure that all external cables,
plug-ins and accessories are properly connected.

2. Connect the power cord to the AC power source. Make sure the battery power is
sufficient if the monitor is powered by the battery.

3. Press the power switch to turn on the monitor.

The monitor automatically performs a self test at startup. Check that the alarm tone is
heard and the alarm lamp illuminates, one after the other, in red, yellow, and cyan. This
indicates that the visible and audible alarm indicators function correctly.

CAUTION

Check that visual and auditory alarm signals are presented correctly when
the equipment is powered on.

® Do notuse the monitoron a patient if you suspect it is not working properly,
orifitis mechanically damaged. Contact the service personnel or Mindray.
Start Wizard

When the monitor is started for the first time, a start wizard is launched to help set up
your monitor. You can:

B Setthe system language: select a language from the list and then select = .
B Setthe Temp type: select the Temp module of your monitor and then select = .

M Select Import Configuration if a preferred configuration has been exported and
saved in a USB drive. For details, refer to 75.5.2 Importing a Configuration.

B Select Create New Configuration to:
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& Setthe system time: for details of the settings, see 3.9.5 Setting the Date and
Time.

& Set parameter units: for details of the settings, see 16.9 Setting Parameter
Units.

&  Set the department of your monitor: the default configurations are
department-oriented. Select a department and then select

After completing the above settings, you can select:
B Restart to use: the monitor restarts and enters normal working mode.

B Advanced Settings: you can continue to set the network and workflow. For more
information about workflow setting, refer to 3.9.7 Setting the Workflow.

B ExportConfiguration: you can export the current configuration to a USB drive.
Before selecting this option, connect a USB drive to the USB connector first. For
details, refer to 15.5.1 Exporting a Configuration.

3.7 Operation and Navigation

Everything needed to operate the monitor is on its screen. Almost every element on the
screen is interactive. Screen elements include parameter values, waveforms, quick keys,
information fields, alarms fields and menus. Often you can access the same element in
different ways. For example, you can access a parameter dialog by selecting
corresponding numeric area or waveform area, or by selecting the Main Menu quick key
and then Setup from the Parameters column.

3.7.1  Using the Touchscreen
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3.7.1.2

3.7.2

3.7.3

Locking the Touchscreen

To avoid accidental use, you can temporarily disable the touchscreen by holding and
pressing the Main Menu quick key and sliding as directed by the arrow. When the

touchscreen is locked, the Main Menu quick key changes to @ .

The touchscreen lock period is configurable. To do so, follow this procedure:
1 Select the Main Menu quick key — from the Display column select Display.
2. Set Screen Lock Duration.

€ 1min, 30sec, 20 sec or 10 sec: a countdown clock is displayed after the
touchscreen is locked. When the preset time is reached, the touchscreen is
enabled.

€  Permanent; the touchscreen can only be enabled manually.
If you need to manually enable the touchscreen, follow this procedure:
1. Tapanywhere on the touchscreen.

2. Press - and slide it to the [E] position.

CAUTION

Check that the touchscreen is not damaged, broken, or loose. If there is any
sign of damage, stop using the monitor and contact the service personnel.

o Wipe off the water on the touchscreen in case of rain or water spray.

Using the Knob

VS 8 series monitor provides a navigation knob and four hardkeys. For detailed
descriptions, refer to 2.3.1 Front View.

Using the On-Screen Keyboard
The on-screen keyboard enables you to enter information:
B Enter the information by selecting one character after another.

B Select the Backspace key «¢— to delete single characters or select x to delete
the entire entry.

W Select the Caps Lock key @ to access uppercase letters.

Select the Enter key =) to confirm the entry and close the on-screen keyboard.

B Select @ to show the password that has been input.
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3.7.4  Using the Barcode Reader

The monitor supports both a linear (1D) barcode reader and two-dimensional (2D)
barcode reader. The barcode reader is connected to the monitor through the USB
connector.

If you are using the Mindray custom 2D barcode reader (Model HS-1R, HS-1RS or HS-1M),
before using it for the first time, clear old data formats and configure the barcode reader.

To do so, follow this procedure:
1 Scan the engineering barcode to clear the previous data format.

2. Scan the 2D engineering barcode which contains the hospital’s data format.

NOTE

Contact the scanner manufacturer or Mindray to obtain the barcodes for
clearing data formats and programming the hospital’s data format.
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3.8 Screen Display

3.8.1 Main Screen

, 5)
Q)—- (6)
@)
2) ——— @)
@)
@) —
1) Workflow area: displays the current workflow. Select this area and you can switch to
another workflow.

(2) Patient information area: displays patient information, including patient ID, name,
gender and so on. The displayed patient information is configurable. Selecting this
area enters the Patient Management menu.

(3) Parameter area: displays parameter values, waveforms, alarms and so on. Selecting
a parameter area displays the corresponding parameter menu.

4) Quick key area: displays quick keys. These keys may vary according to the workflow
settings.

(5) Alarm information area: displays physiological alarms on the above, and prompt
messages and technical alarms at the bottom.

(6) System status information area: displays symbols indicating the battery status,
network status, blue tooth status etc.
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(7) System time: displays the current system time.

8) Clinician information: displays login information of clinician. Select this area to log
in or out.

3.8.2 Dialogs

All dialogs have similar style and structure, see the figure below:

1) (5)
@
(3)—
(6)
4)
(1) Dialog heading
2 Subdialog tabs
) Main body area: includes dialog items and options.
4) Operation buttons
(5) Exit button: closes the current dialog.
(6) Switch:

+ Green: the switch is on.

+ Gray: the switch is off.

3.8.3  Quick Keys

The monitor provides quick keys for you to quickly access some functions. The quick key
area is located at the bottom of the screen. These keys may vary according to the
workflow settings.

The following table shows available quick keys.
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3.84

Symbol Label Function Symbol Label Function
Enters the Review * Displays the
Review dialog. [nH. patient patient list.
Saves the input Clears all input
Save information. Clear information.
Enters the main Shows more
Main menu. quick keys.
@ Menu More
Shows the next Shows the
Next screen. Back previous
screen.
Pauses the Resets the
Alarm - . Alarm
Pause physiological alarms. _&'\ Reset alarm system.
Targeted Enters the Targeted Goal screen.
Goal
On-screen Symbols
The following table lists the on-screen symbols:
Symbol Description Symbol Description

Adult, male (blue)

Adult, female (pink)

Pediatric, male (blue)

Pediatric, female (pink)

Neonate, male (blue)

Neonate, female (pink)

Wired network is
connected.

Wired network is not
connected.
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3.9.1.3

In the Workflow Setup menu, the currently set workflows are listed under the work
modes. You can:

W Select E’J to change the current workflow settings.
W Select to add a copy of the current workflow.

MW Select @ to delete a workflow.
| |

Select Add Workflow to create a new workflow.

NOTE

You can save up to 10 workflows.

Setting the Screen Layout
To set the parameters and their positions to be displayed on the screen, follow this
procedure:
1. Inthe Workflow Setup menu, select E’J on the right of the workflow to be set.
2. Select an area, and then from the popup list select the parameter to be displayed.
€ Youcan set up to 3 pages of screens and each page displays up to 4 rows of
parameters, corresponding to the parameter areas displayed on the main
screen.
¢  Select to lock or unlock the first parameter of the first page. If locked, a
ﬂ is displayed and this parameter is displayed as the first parameter of
each page.
& Select to change the current row to a two-tile display area. The
previously selected parameter will be changed to Off.
& Select i to change the current row to an undivided display area. The
previously selected parameters will be changed to Off.
Changing Parameter Settings
After setting the screen layout, you can make preferential settings for each parameter on
the monitor. To access the Parameters Setup menu, in the Edit Workflow menu, select
Parameters Setup.
The settings under the tabs might be different for different departments and work
modes. For details, see the table below:
Tab Menu Item Description Work Mode
NIBP NIBP End Tone If enabled, a reminder tone is issued at the Both

completion of NIBP measurement.

Display Format Selects the type and sequence of displayed Both
NIBP readings.
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Tab

Menu Item Description Work Mode
Initial Pressure Sets the initial cuff inflation pressure for adult, | Both
(Adult, Ped, Neo) pediatric, or neonatal patients.
Default Mode Sets the measurement mode to be displayed | Both
by default in the NIBP area.
Measurements Sets the number of measurement that can be | Spot Check
performed in Manual NIBP Measurement. For
details, see 9.7.1 Performing Manual
Measurement.
Patient Position Sets the patient position for NIBP Both
measurement.
Measurement Site | Sets the measurement site for NIBP Both
measurement.
Interval Sets the interval between two auto NIBP Both
measurement.
Start Mode Defines how NIBP auto mode works. Both
For details, see 9.8.3 Selecting NIBP Start Mode.
Display Alarm Sets whether to display the alarm limits of Continuous
Limits diastolic NIBP and mean NIBP. Monitoring
Sequence Sets the duration and interval of NIBP Continuous
measurement sequences. Monitoring
Orthostatic BP Selects whether to enable Orthostatic BP Spot Check
measurement.
Position Sets the patient position for Orthostatic BP Spot Check
measurement. Measurements are performed
following the sequence of the position
setting. Available only when Orthostatic BP is
enabled.
Lying Duration/ Sets the time before starting lying or sitting BP | Spot Check
Sitting Duration measurement. Available only when
Orthostatic BP is enabled.
Standing BP Sets the interval for automatic standing or Spot Check
Measurement sitting BP measurement. Available only when
Interval/Sitting BP | Orthostatic BP is enabled.
Measurement
Interval
Maximum Sets the number of automatic standing or Spot Check
Standing BP sitting BP measurement. Available only when
Measurements/ Orthostatic BP is enabled.
Maximum Sitting
BP Measurements
BP Averaging Selects whether to enable BP averaging. Spot Check

Available only when Department is set to
Physician Office.
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Tab Menu Item Description Work Mode
Number of Sets the number of measurement to be Spot Check
Measurements performed in a group of BP measurements for

averaging. Available only when Department
is set to Physician Office.

Discard First Group | Selects whether to include the first group of | Spot Check

of Readings readings in the averaging calculation.
Available only when Department is set to
Physician Office.

Delay Before Sets the time to wait before starting the first | Spot Check

Starting measurement. Available only when

Measurement Department is set to Physician Office.

Time Between Sets the time to wait before starting the rest | Spot Check

Readings automatic BP measurement. Available only
when Department is set to Physician Office.

Sp02 Sensitivity For Masimo SpO, modules, see 6.6.4 Setting Both

SpO, Sensitivity (for Masimo SpO).

Display PI (for Sets whether to display Pl in the SpO, Both

Masimo SpO,) parameter area.

Sat-Seconds (for For Nellcor SpO, modules, see 6.6.2 Nellcor Both

Nellcor SpO,) SatSeconds™ Alarm Management.

Speed Sets the sweep speed of Pleth waveforms. Both

Averaging (for For Masimo SpO, modules, see 6.6.8 Changing | Both

Masimo SpO,) Averaging Time (for Masimo SpO,).

SmartTone (for For Masimo SpO, modules, see 6.6.5 Enabling | Both

Masimo SpO,) SmartTone (for Masimo SpO,).

Fast SAT (for For Masimo SpO, modules, see 6.6.6 Enabling | Both

Masimo SpO,) FastSAT (for Masimo SpO,).

Display SIQ (for For Masimo SpO, modules, see Both

Masimo SpO,) 6.6.7 Displaying SIQ (for Masimo SpO,).

NIBP Simul Switch on for patients performing SpO,and | Continuous
NIBP monitoring on the same limb. The SpO, | Monitoring
alarm status is locked until the NIBP
measurement ends.

PR Pulse Volume Sets the pulse volume. Both
Irr. PR Switch Selects whether to enable the Irregular PR Spot Check

function. If enabled, you can mark the pulse as
regular or irregular on the PR screen.

Temp Measurement Site | Sets the default measurement site for Temp Both
(Manual) measurement.
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39.14

3.9.2

3.93

Tab Menu Item Description Work Mode
Manual / Selects the parameters and their position to Both
Input be displayed in the Manual Input list.

Parameter Library | See 16.8.5 Adding a New Manual Parameter. Both
Paramete | NIBP White Both
rColor  I'5562 Blue Both

Temp White Both

RR Yellow Both

Changing Alarm Settings

For workflows under Continuous Monitoring, you can enable or disable an alarm, and
set the alarm limits and priorities of physiological alarms of each parameter.

Follow this procedure:
1. After setting the screen layout, in the Edit Workflow menu, select Alarm Setup.

2. Select Adult, Ped, and Neo tabs to set the alarms for adult, pediatric and neonatal
patients.

NOTE

Sp0O2 Desat and Apnea alarms cannot be disabled by default.

Adjusting the Screen Brightness
To adjust the screen brightness, follow this procedure:
1 Select the Main Menu quick key — from the Device column select Display.

2. If you are using the AC power, set Brightness. If you are using the battery to run
the monitor, set Brightness On Battery. You can set the brightness to 1 to 10, in
which 10 is the brightest, and 1 is the least bright.

If the monitor operates on battery power, you can set a less bright screen to prolong the
operating time of the battery. When the monitor enters Standby mode, the screen will
change to the least brightness automatically.

Adjusting the Volume

To adjust the volume, follow this procedure:
1 Select the Main Menu quick key — from the Device column select Volume.

2. Youcan set Alarm Volume, Pulse Volume, and Key Volume. Select -/+ to
decrease or increase the volume or select ©Jx to turn it off.
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3.9.4  Changing Measurement Colors

You can set the color of measurement values and waveforms for each parameter. To do
so, follow this procedure:

1.

2.

Select Main Menu quick key — from the Parameters column select Parameter
Color. The Current tab is displayed.

Set the colors of the currently monitoring measurement values and waveforms.

3.9.5  Setting the Date and Time

To set the system time, follow this procedure:

1 Select the Main Menu quick key — from the System column select Time.

2. SetDate and Time.

3. Set Date Format to yyyy-mm-dd, mm-dd-yyyy, or dd-mm-yyyy, in which:
€ yyyyindicates the year.
€ mmindicates the month.
€ ddindicates the day.

4. If you want to use the 12-hour mode, switch off 24-Hour Time.

5. Ifyou want to use daylight savings time, switch on Daylight Savings Time. You
can manually switch on or off the daylight savings time only when the auto
daylight savings time function is disabled. For more information, see
16.10.2 Enabling Auto Daylight Savings Time.

CAUTION

Changing the date and time affects the storage of trends and events and may
resultin loss of data.

NOTE

If your monitor is connected to a central monitoring system (CMS) or hospital
clinical system (HIS), the date and time are automatically taken from the CMS.
In this case, you cannot change the date and time from your monitor.

3.9.6  Checking Software Licenses
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To check the licenses, select the Main Menu quick key  from the System column
select License  Local.

To install the licenses, follow this procedure:
1 Connect the USB drive with the licenses in to the monitor's USB connector.

2. Select the Main Menu quick key  from the System column select License
select External.

3. Select Install.

3.10 StartWorking

3.10.1 Selecting aWork Mode

The monitor provides spot check mode and continuous monitoring mode. It works
based on the workflow you selected.

3.10.1.1 Continuous Monitoring Mode

The continuous monitoring mode is used for long-term patient monitoring. To switch to
monitoring mode, select the workflow area and select a workflow under Continuous
Monitoring.

3.10.1.2 Spot Check Mode

The spot check mode is intended for on-spot measurement in a short period. To switch
to spot check mode, select the workflow area and select a workflow under Spot Check.

In spot check mode, physiological alarm system is disabled.
B There will be no physiological alarm related indications.
B The alarm setup menus will not be displayed.

W Alarm limits cannot be set.

Different features between continuous monitoring mode and spot check mode:

Functions Continuous Monitoring mode | Spotcheck mode
Configure and use Sat-Seconds Yes No

(Nellcor)

Access Alarm Setup tab Yes No

Access Events tab Yes No

Access Graphic Trends tab Yes No

Auto data updating with the Yes No

central monitoring system

BP Averaging No Yes
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Functions Continuous Monitoring mode | Spot check mode

Orthostatic BP measurement No Yes

3.10.1.3 Standby Mode

You can temperately stop patient monitoring without switching off the monitor by
entering the standby mode. In standby mode, the monitor behaves as follows:

B Stops all parameter measurement.
MW Disables all the alarms and prompt messages, except for the battery low alarm.
B Turns screen brightness to the dimmest after entering the standby mode.

You can switch the monitor to standby mode manually, or set Auto Enter Standby for
the monitor to enter standby mode automatically.

To switch the monitor to standby mode:

1 Press the power switch, or select the Main Menu quick key — from the Patient
Management column select Standby.

2. If the monitor is in Continuous Monitoring mode, select a location in the drop
down list to define where the patient is when the monitor enters the standby
mode. If the monitor is in Spot Check mode, skip this step.

3. SelectOK.
To set Auto Enter Standby:

1 Select the Main Menu quick key — from the System column select Maintenance
— input the required password — select g 1.

2. Select the Standby tab, switch on Auto Enter Standby, and set the Auto Enter
Standby Time.

After setting, the monitor enters standby mode automatically if no operation is detected
after the Auto Enter Standby Time.

WARNING

Pay attention to the potential risk of placing the monitor to standby. In the
standby mode, the monitor stops all parameter measurement and disable all
the alarm indications, except for the battery low alarm.

If the monitor enters standby mode in Continuous Monitoring mode, you can:
B Change the patient location from the standby screen.
B Select Discharge Patient on the standby screen to discharge a patient.

B Select Resume monitor on the standby screen to exit the standby mode.
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3.10.2

3.10.3

3.10.4

3.11

If the monitor enters standby mode in Spot Check mode, you can select anywhere on
the touchscreen to exit the standby mode.

Inputting Patient Information

Itis recommended to input the patient information correctly before monitoring. Follow
this procedure:

1 Select patient information area and the Patient Management menu is displayed.
2. Input the Patient ID, name, date of birth, Patient Category, and Gender.

3. Select OK.

Accessing Parameter Setup Menus

Each parameter has a setup menu in which you can adjust the alarm and parameter
settings. You can enter a parameter setup menu by using the following methods:

H InContinuous Monitoring mode, select the parameter area to display a
parameter setup menu.

H  InSpot Check mode, select the Main Menu quick key — from the Parameters
column select Setup — select the desired parameter.

Checking the Alarm Settings

For patients under continuous monitoring, make sure the alarm limits are appropriate
for the currently admitted patient. To check the alarm limits, in Continuous Monitoring
mode, select the Main Menu quick key — from the Alarm column select Limits. Change
them if necessary.

Connecting the CMS

You can connect the monitor to the BeneVision CMS through wired LAN or wireless LAN.
When connected to the CMS, the system provides the following function.

B The monitor can transmit parameter values, waveforms, alarm settings (if the
monitor is working in Continuous Monitoring mode), and events to the CMS.
From the CMS, you can check the patient’s data and alarms (if any).

B When the monitor is working in Continuous Monitoring mode, patient
information, alarm settings, and alarm status can be synchronized between the
monitor and the CMS.

B You can start or stop NIBP measurement from the CMS.

| | In case of network disconnection, the monitor can transmit the offline data to the
CMS when network is reconnected.

For more information on the CMS, see the operator’'s manual of corresponding central
monitoring system.
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3.12

3.13

3.14

3.15

To select a CMS, select the system status information area at the top right corner of the
main screen. Select the desired CMS from the popup CMS list.

NOTE

You can select CMS only when the Select CMS switch is on. For more
information, see 16.15.7 Enabling Selecting a CMS.

Connecting the eGateway

You can connect the monitor to the eGateway through wired LAN or wireless LAN to
implement interaction between the monitor and external devices. When connected to
the eGateway, the system provides the following functions:

HW  The monitor can transmit parameter values, waveforms, alarm settings (if the
monitor is working in Continuous Monitoring mode), and events to the
eGateway.

B Clock can be synchronized between the monitor and the eGateway.

Connecting the Wireless Network

You can add up to five wireless networks for the monitor. For more information, see
16.15.5 Setting the Wireless Network.

If connecting the current wireless network fails, the monitor automatically connects
other wireless networks in the order when they were added.

To manually switch the wireless network, from the system status information area on the

top right corner of the screen select , and select the desired wireless network.

Stopping a Parameter Measurement

To stop monitoring a parameter, follow this procedure:

1 Remove corresponding sensors from the patient.

2 Disconnect the sensor from the patient cable.

3. Disconnect the patient cable from the parameter connector.
4

If you are using the disposable sensor, discard it.

Turning Off the Monitor

Before turn off the monitor, perform the following check:

VS 8/VS 8A Vital Signs Monitor Operator's Manual



CAUTION

®  pressand hold the power switch for 10 seconds to forcibly shut down the
monitor if it could not be shut down normally. This may cause loss of patient
data.

NOTE

o Turning off the monitor does not disconnect the monitor from the AC mains.
To completely disconnect the power supply, unplug the power cord.

® |famonitorison during a power loss, then the monitor is automatically
switched on when the power is restored.

[ ]

In case of a temporary power failure, if the power is restored within 30
minutes, monitoring will resume with all active settings unchanged. If the
monitor is without power for more than 30 minutes, it behaves the same as if
it were normally turned off.
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4 Managing Patients

4.1

41.1

41.2

The monitor provides patient management functions. On the monitor, you can admit
and discharge a patient, and edit, review, import, and export patient information.

Admitting a Patient

Automatically Admitting a Patient

The monitor admits a new patient automatically when started for the first time or after a
patient is discharged. For automatically admitted patient, you need to input and save
the patient information so the measurements and other physiological data could be
correctly saved to the patient.

Always inputs patient information as soon as the patient is admitted. For more
information, see 4.2.2 Editing Patient Information for details.

WARNING

The setting of patient category always contain a default value, regardless of
whether the patient is admitted or not. Check if the setting is correct for your
patient.

Manually Admitting a Patient

You can admit a patient from ADT Database (if available) and Local Patient List. You
can also admit a new patient. Follow this procedure:

1 Select Patient quick key.

2. Select a patient from the list and then select Admit to admit a patient. Or, select
Add New to admit a new patient.

3. Check or modify the information of the patient. Select OK.

WARNING

Before admitting a patient, make sure the data for the current patient is
properly edited and saved. Failure to do so can lead to data being attributed
to the wrong patient.
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4.2 Managing Patient Information

4.2.1  Entering the Patient Management Menu
Use any of the following methods to enter the Patient Management menu:

B Select the patient information area at the top left corner of the screen.
MW Select the Main Menu quick key — from the Patient Management column select
Patient Management.

4.2.2  Editing Patient Information
Edit patient information after a patient has been admitted, or when patient information
is incomplete, or when you want to change patient information.

To edit patient information, follow this procedure:
1 Enter the Patient Management menu. For more information, see 4.2.1 Entering
the Patient Management Menu.
2. Edit patient information as required.
If you connect a barcode reader with your monitor, you can scan the patient’s barcode to
enter the patient’s information.
Input the Patient ID or Visit Number of a patient, other information will automatically fill
inif the patient is in the Local Patient List or ADT Database (if the monitor is connected
with the Admit-Discharge-Transfer (ADT) server through the eGateway).
NOTE
®  The monitor will reload the configuration if you changed the patient
category.

4.2.3  Saving Patient Data from ADT Database to Local Patient List
If the monitor is connected with the Admit-Discharge-Transfer (ADT) server through the
eGateway, you can save the patient data on the server to the local patient list. To do so,
follow this procedure:

1 Select Patient quick key and access the ADT Database tab.
2. Input the Patient ID, Last Name or First Name and then select Search to search
for a patient.
Select Select Patient and check the patients to be saved.
4. Select Save To Local to save the selected patient data.
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5 Alarms

51 Alarm Introduction

This chapter describes alarm functions and alarm settings.

5.2 Alarm Safety Information

WARNING

A potential hazard can exist if different alarm presets and default
configuration settings are used for the same or similar equipment in the
same care area, for example an intensive care unit or cardiac operating room.

If the monitor is connected to the central monitoring system (CMS), alarms
can be presented and controlled remotely. Remote suspension, inhibition, or
reset of monitor alarms via the CMS may cause a potential hazard. For more
information, see the operator’s manuals for the CMS.

The monitors in the care area may each have different alarm settings to suit
different patients. Always check that the alarm settings are appropriate for
the patient before start monitoring. Always make sure that necessary alarm
limits are active and set according to the patient's clinical condition.

Setting alarm limits to extreme values may cause the alarm system to
become ineffective. For example, setting the SpO, high alarm limit to 100% is
equivalent to switching the alarm off.

When the alarm sound is switched off, the monitor gives no alarm tones even
if anew alarm occurs. Be careful about when considering to switch off the
alarm sound. When the alarms are off or while alarm audio is paused either
temporarily or indefinitely, observe the patient frequently.

When monitoring patients that are not continuously attended by a clinical
operator, properly configure the alarm system and adjust alarm settings as
per the patient's condition.

Do not rely exclusively on the audible alarm system for monitoring.
Adjustment of alarm volume to a low level may result in a hazard to the
patient.
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5.3

Understanding the Alarms

5.3.1  Alarm Categories

The monitor has two different types of alarms: physiological alarms and technical alarms.

B Physiological alarms are triggered by patient measurement exceeding the
parameter limits, or by an abnormal patient conditions. Physiological alarms are
available only when the monitor is in Continuous Monitoring mode.

W Technical alarms are triggered by an electrical, mechanical, or other monitor
failure, or by failure of a sensors or components. Technical alarm conditions may
also be caused when an algorithm cannot classify or interpret the available data.

Apart from the physiological and technical alarms, the monitor can also prompt some

messages describing the system status or patient status.

5.3.2  Alarm Priorities

By severity, the alarms are classified into the following priority levels:

B High priority alarms: indicate a life threatening situation or a severe device
malfunction. High priority alarms require an immediate response.

B Medium priority alarms: indicate abnormal vital signs or a device malfunction.
Medium priority alarms require a prompt response.

B Low priority alarms: indicate a discomfort condition, a device malfunction, or an
improper operation. Low priority alarms require you to be aware of this condition.

B Messages: provide additional information on the patient or the equipment.

5.3.3  Alarm Indicators
When an alarm occurs, the monitor indicates it through visual or audible alarm
indications. For more information, see the following table.
Aeriin e et High Priority MediumPriority | LowPriority Message
Alarm Alarm Alarm
Alarm lamp Red Yellow Cyan None
Flashing Flashing No flashing
frequency: 1.4 - frequency: 0.4 - Duty cycle:
2.8 Hz 0.8 Hz 100% on
Duty cycle: 20 - Duty cycle: 20 -
60% on 60% on
Audible I1SO Repeat pattern of | Repeat patternof | Single beep None
tone triple + double + triple beeps
pattern triple + double
beeps
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534

Alarm Indicator High Priority MediumPriority | LowPriority Message
Alarm Alarm Alarm
Alarm message White textinside | Black text inside Black text White
ared box a yellow box inside a cyan text
box
Alarm priority m m ! None
indicator?
Parameter value White text inside Black text inside Black text None
aflashing red aflashing yellow inside a
box box flashing
cyan box

L Alarm messages are displayed in the alarm information area at the top of the screen. You
can select the alarm messages to show the alarm list.

2 The indicator appears in front of the corresponding alarm message.

NOTE

When multiple alarms of different priority levels occur simultaneously, the

monitor selects the highest priority alarm to light the alarm lamp and issue
the alarm tone.

When multiple alarms of different priority levels occur simultaneously and
should be displayed in the same area, the monitor only displays the
messages from the highest priority alarm.

When multiple alarms of the same priority levels occur simultaneously alarm
messages are displayed circularly.

Some physiological alarms, such as Apnea, are exclusive. They have identical
alarm tones and alarm lights with normal high level physiological alarms,
but their alarm messages are displayed exclusively. That is, when an exclusive
physiological alarm and a normal high level physiological alarm are
triggered simultaneously, only exclusive physiological alarm message will be
displayed.

Alarm Status Symbols

Apart from the alarm indicators as described in 5.3.3 Alarm Indicators, the monitor uses
the following symbols to indicate the alarm status:

Alarm pause: indicates that all the alarms are paused.
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5.4

5.5

5.6

5.6.1

Alarm off: indicates that individual measurement alarms are turned off or
the system is in the alarm off status.

Audio pause: indicates that audible alarm tones are paused.

Audio off: indicates that audible alarm tones are turned off.

Alarm reset: indicates that the alarm system is reset.

Checking Alarm List
To check the alarm list, follow this procedure:
1. Select the technical alarm area to check the Technical Alarms.

2. Select the physiological alarm area to check the Physiological Alarms.

Accessing On-screen Help for Technical Alarms
(AlarmSight)

In the technical alarm list, alarm messages followed by Detail include help messages or
pictures to help you identify the problem. This function is called AlarmSight. To access
AlarmSight, follow this procedure:

1. Select the technical alarm area to check the Technical Alarms list.

2. From the alarm list select Detail on the right of the desired alarm.

NOTE

If there are no displayed alarms, selecting the technical alarm area will not
open any dialogs.

Changing Alarm Settings

From the Alarm column of the main menu, select desired buttons to set alarm
properties.

Setting Parameter Alarm Properties (Continuous
Monitoring Mode)

For workflows under Continuous Monitoring, you can set the alarm properties of
physiological alarms of each parameter. Every time you switch to a workflow, the alarm
settings of the workflow are loaded. For details, see 3.9.1.4 Changing Alarm Settings.
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56.2

5.6.3

5.6.4

You can also change the parameter alarm properties based on the condition of the
current patient. To do so, follow this procedure:

1 Select the Main Menu quick key  from the Alarm column select Limits. Enter
the password if required.

2. Select a parameter tab and set alarm properties as desired.

You can also change the alarm properties of individual parameter from corresponding
parameter menu.

The alarm settings of workflow override the alarm settings under Limits menu and
parameter menus. Every time you discharge a patient or switch to another workflow, the
workflow settings are loaded.

NOTE

The monitor can be configured to require an password or login to change
alarm settings. For more information, refer to 76.3.3 Selecting Password for
Changing Alarm settings.

Guard Limit

The monitor provide guard limits for HR/PR, SpO,, RR, NIBP, Temp, and CO, to prevent

alarm limits from being set too high or too low. Setting guard limits is password
protected.

For more information on setting guard limits, see 16.5.4 Setting Guard Limits.

Changing the Alarm Volume
To change the alarm volume, follow this procedure:
1 Select the Main Menu quick key  from the Alarm column select Setup.

2. Set Alarm Volume. The alarm volume can be set from X to 10, in which X is the
minimum volume allowed by your apartment, and 10 is the maximum volume.

3. Select High Alarm Volume to set the volume of the high priority alarm.

4, Select Reminder Volume to set the volume of the reminder tone.

NOTE

When the alarm volume is set to 0, the alarm sound is turned off and the
audio off symbol appears on the screen.

®  You cannot set the volume of high priority alarms if Alarm Volume is set to 0.

Setting the Apnea Delay Time

To set the apnea delay time, follow this procedure:

VS 8/VS 8A Vital Signs Monitor Operator's Manual 5-5



5.6.5

5.7

571

5711

1 Select the Main Menu quick key  from the Alarm column select Setup.

2. Select Apnea Delay to set the apnea delay time.

Restoring the Default Alarm Settings

To reset all alarm settings to the defaults, follow this procedure:

1 Select the Main Menu quick key  from the Alarm column select Setup.
2. Select the Limits tab.

3. On the Limits page, select Defaults at the bottom.

Pausing Alarms/Pausing Alarm Tones

You can either pause alarms or pause alarm tones. This depends on the pause setting. To
set the pause function, refer to 16.5.2.1 Defining the Pause Function.

Pausing Alarms

If the pause function is configured to Alarm Pause, pressing the Alarm Pause quick key
can temporarily disable alarm indicators. For the configuration of the pause function, see
16.5.2.1 Defining the Pause Function. When alarms are paused, the following rules are
followed:

B No physiological alarm will be presented.

B Except battery-related technical alarms, sounds of other technical alarms are
paused, but alarm lamps and alarm messages continue to be presented.

B Theremaining alarm pause time is displayed in the physiological alarm
information area.

B Thealarm pause symbol is displayed in the system information area.

When the alarm pause time expires, the alarm paused state is automatically deactivated.
You can also cancel the alarm paused state by pressing the Alarm Pause quick key
again.

Prolonging the Alarm Pause Time

If enabled, you can temporarily prolong the alarm pause time after the monitor enters
the alarm paused state. This capability is disabled by default. To prolong the alarm pause
time, follow this procedure:

1 In the physiological alarm information area, select the alarm pause countdown.

2. Select Pause 5 min, Pause 10 min, or Pause 15 min.

NOTE

Prolonging alarm pause time does not affect the setting of alarm pause time.
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57.1.2

5.7.2

57.21

Switching Off All Alarms

If Pause Time is set to Permanent (see 16.5.2.2 Setting the Alarm Pause Time/Alarm Tone
Pause Time), pressing the Alarm Pause quick key permanently switches off all alarms.
The alarm off state has the following features:

B Physiological alarms are switched off. The alarm lamp does not flash and alarm
sound is not issued.

B Alarm sound of technical alarms is switched off, but alarm lamp flashes and alarm
messages are presented.

B The message Alarm Off with red background is displayed in the physiological
alarm information area.

B Thealarm off symbol is displayed in the system status information area.

To exit the alarm off state, press the Alarm Pause quick key again.

WARNING

Pausing or switching off alarms may result in a hazard to the patient.

Pausing Alarm Sound

If the pause function is configured to Audio Pause, pressing the Audio Pause key
pauses alarm tone. For the configuration of the pause function, see 16.5.2.1 Defining the
Pause Function. When alarm tones are paused, the following rules are followed:

B Thesound of all physiological alarms and technical alarms are switched off.

B Theremaining audio pause time is displayed in the physiological alarm
information area.

M The audio pause symbol is displayed in the system information area.

When the audio pause time expires, the audio paused status is automatically
deactivated. You can also cancel the audio paused status by pressing the Alarm Pause
quick key.

Prolonging the Alarm Tone Pause Time

If enabled, you can temporarily prolong the alarm tone pause time after the monitor
enters the alarm tone paused state. This capability is disabled by default. To prolong the
audio pause time, follow this procedure:

1 In the physiological alarm information area, select the alarm pause countdown.

2. Select the alarm tone pause time. Options may include Pause 5 min, Pause 10
min, or Pause 15 min.
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5.7.2.2

5.8

NOTE

o Prolonging alarm pause time does not affect the setting of alarm tone pause

time.

Switching Off Alarm Sound

If Pause Time is set to Permanent (see 16.5.2.2 Setting the Alarm Pause Time/Alarm Tone
Pause Time), pressing the Audio Pause quick key permanently switches off all alarm
sound. The audio off state has the following features:

B Alarm sound of both physiological alarms and technical alarms is switched off.
B Theaudio off symbol is displayed in the system information area.

B The Audio Off message is displayed in the physiological alarm information area
with a red background.

To exit the audio off status, press the Alarm Pause quick key again.

WARNING

Pausing or switching off alarm sound may result in a hazard to the patient.

Resetting Alarms
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B Some technical alarms are cleared. The monitor gives no alarm indications.
B Some technical alarms are changed to the prompt messages.

W For some technical alarms, the alarm is silenced and a\/ appears before the alarm
message.

For details about the indications of technical alarms when the alarm system is reset, see
D.2 Technical Alarm Messages.

5.9 Latching Alarms

The latching setting for physiological alarms defines how alarm indicators behave if you
do not reset the alarms.

B Ifyoudo not “latch” physiological alarms, their alarm indications disappear when
the alarm condition ends.

B Ifyou “latch” physiological alarms, all visual and audible alarm indications remain
(if configured) until the alarms are reset. For latched alarms the time when the
alarm is last triggered is displayed behind the alarm message.

The monitor can be set to separately latch visual indications or simultaneously latch the
visual and the audible indications.

B Whenvisual indications are latched, visual indications, including alarm lamp,
alarm message and its background remain when the alarm condition ends and the
time when the alarm last triggered is displayed behind the alarm message.

B When audible indications are latched, the monitor continues to issues alarm
sounds when the alarm condition ends.

To set how you want to latch the physiological alarms, see section 16.5.3 Latching
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W Auser-defined alarm occurs.

B Alarms are not paused or reset.

WARNING

Do not rely exclusively on the nurse call system for alarm notification.
Remember that the most reliable alarm notification combines audible and
visual alarm indications with the patient’s clinical condition.

5.11 Testing Alarms

The monitor automatically performs a selftest at startup. Check that an alarm tone is
heard, and the alarm lamp illuminates, one after the other, in red, yellow, and cyan. This
indicates that the visible and alarm indicators function correctly.

To further test individual measurement alarms, perform measurement on yourself or
using a simulator. Adjust alarm limits and check that appropriate alarm behavior is
observed.
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6 Monitoring Pulse Oxygen Saturation

(SpOy)

6.1

SpO, Introduction

Pulse Oxygen Saturation (SpO,) monitoring is a non-invasive technique used to measure
the amount of oxygenated hemoglobin and pulse rate by measuring the absorption of
selected wavelengths of light. The light generated in the emitter side of the probe is
partly absorbed when it passes through the monitored tissue. The amount of
transmitted light is detected in the detector side of the probe. When the pulsative part
of the light signal is examined, the amount of light absorbed by the hemoglobin is
measured and the pulse oxygen saturation can be calculated. This device is calibrated to
display functional oxygen saturation.

SpO, monitoring is intended for adult, pediatric and neonatal patients.
The monitor can be configured with the following SpO, modules:

B Masimo SpO,: the connector is purple and the logo of Masimo SET is on the
monitor.

B Nellcor SpO,
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6.2 SpO, Safety Information

WARNING

When a trend toward patient deoxygenation is indicated, analyze the blood
samples with a laboratory co-oximeter to completely understand the
patient’s condition.

Do not use SpO, sensors during magnetic resonance imaging (MRI). Induced
current could potentially cause burns. The sensor may affect the MRI image,
and the MRI unit may affect the accuracy of the oximetry measurements.

Prolonged continuous monitoring may increase the risk of undesirable
changes in skin characteristics, such as irritation, reddening, blistering or
burns. Inspect the sensor site every two hours and move the sensor if the skin
quality changes. Change the application site every four hours. For neonates,
or patients with poor peripheral blood circulation or sensitive skin, inspect
the sensor site more frequently.

If the sensor is too tight because the application site is too large or becomes
too large due to edema, excessive pressure for prolonged periods may result
in venous congestion distal from the application site, leading to interstitial
edema and tissue ischemia.

When patients are undergoing photodynamic therapy they may be sensitive
to light sources. Pulse oximetry may be used only under careful clinical
supervision for short time periods to minimize interference with
photodynamic therapy.

Setting alarm limits to extreme values may cause the alarm system to
become ineffective. For example, high oxygen levels may predispose a
premature infant to retrolental fibroplasia. If this is a consideration, do not
set the high alarm limit to 100%, which is equivalent to switching off the
alarm.

SpO, is empirically calibrated in healthy adult volunteers with normal levels
of carboxyhemoglobin (COHb) and methemoglobin (MetHb).

To protect from electric shock, always remove the sensor before bathing the
patient.

The pulse oximetry function of the bedside monitor should not be used for
apnea monitoring.

The pulse oximetry function of the bedside monitor should not be used for
arrhythmia analysis.
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CAUTION

Change the application site or replace the sensor and/or patient cable when a
persistent SpO2 Low Signal Quality message is displayed on the equipment.
These messages may indicate that patient monitoring time is exhausted on
the patient cable or sensor.

Replace the cable or sensor when a “Sp02 Sensor Off”, “Sp0O2 No Sensor”, or
“Sp02 Low Signal Quality” message is consistently displayed while
monitoring consecutive patients after completing troubleshooting steps
listed in this manual.

Variation in measurements may be profound and may be affected by
sampling technique as well as the patient's physiological conditions. Any
results exhibiting inconsistency with the patient’s clinical status should be
repeated and/or supplemented with additional test data. Blood samples
should be analyzed by laboratory instruments prior to clinical decision
making to completely understand the patient’s condition.

Use only SpO, sensors specified in this manual. Follow the SpO, sensor’s
instructions for use and adhere to all warnings and cautions.

Do not place the monitor where the controls can be changed by the patient.

If using patient monitor during full body irradiation, keep the sensor out of
the radiation field. If the sensor is exposed to the radiation, the reading
might be inaccurate or the device might read zero for the duration of the
active irradiation period.

NOTE

Additional information specific to the Masimo sensors compatible with the
equipment, including information about parameter/measurement
performance during motion and low perfusion, may be found in the sensor's
directions for use (DFU).

Masimo cables and sensors are provided with X-Cal™ technology to minimize
the risk of inaccurate readings and unanticipated loss of patient monitoring.
Refer to the Cable or Sensor DFU for the specified duration of the patient
monitoring time.

6.3 SpO, Measurement Limitations

The following factors may influence the accuracy of SpO, measurement:

Patient physiological characteristics:
&  Cardiac arrest

¢  Hypotension
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Darkly pigmented skin
Shock

Severe vasoconstriction
Hypothermia

Severe anemia

Venous pulsations

Poor perfusion

L 2B SR JER 2B JEE IR 2R JER 2

methemoglobin (MetHb)

4

Elevated levels of bilirubin

L 2

Ventricular septal defects (VSDs)

Dysfunctional hemoglobin, such as carboxyhemoglobin (COHb) and

Vasospastic disease, such as Raynaud’s, and peripheral vascular disease

¢ Hemoglobinopathies and synthesis disorders such as thalassemias, Hb s, Hb

¢, sickle cell, etc.

€ Hypocapnic or hypercapnic conditions

€ Birthmark(s), tattoos, skin discolorations, moisture on skin, deformed or

abnormal fingers. etc.

Interfering substances:

€ Intravascular dyes (such as indocyanine green, methylene blue, indigo

carmine, etc.)

€ Dyes in the measure site, such as nail polish

Environmental conditions:
Excessive ambient light

Electrosurgery equipment

Electromagnetic field

*® 6 ¢ 0 o o

Others

Defibrillation (may cause inaccurate reading for a short amount of time)

Excessive patient/sensor motion

Arterial catheters and intra-aortic balloon

€ Inappropriate positioning of the SpO, sensor, or use of incorrect SpO,

sensor

& Cuff or arterial blood pressure measurement device on the same limb as the

SpO, sensor
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6.4 SpO, Display

(1) Oxygen saturation of arterial blood (SpO,): percentage of oxygenated hemoglobin
in relation to the sum of oxyhemoglobin and deoxyhemoglobin.

NOTE

Plis displayed for Masimo SpO,.

6.5 Preparing for SpO, Monitoring
To prepare to monitor SpO,, follow this procedure:

1 Select an appropriate sensor according to the module type, patient category,
weight, and measurement site.

Clean the contact surface of the reusable sensor.
Remove colored nail polish from the application site.

Apply the sensor to the patient according to the instruction for use of the sensor.

g o~ w D

Select an appropriate extension cable according to the connector type and plug
the cable into the SpO, connector.

6. Connect the sensor to the extension cable.
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6.6

CAUTION

Do not apply sensor too tightly as this results in venous pulsation which may
severely obstruct circulation and lead to inaccurate measurements.

At elevated ambient temperatures, be careful with measurement sites that
are not well perfused, because this can cause burns after prolonged
application.

Avoid placing the sensor on extremities with an arterial catheter, an NBP cuff
or an intravascular venous infusion line.

For neonatal patients, make sure that all sensor connectors and adapter
cable connectors are outside the incubator. The humid atmosphere inside
can cause inaccurate measurements.

Changing the SpO, Settings

NOTE

Alarm related settings are available only when the monitoring is in
Continuous Monitoring mode.

6.6.1  Changing the SpO, Alarm Settings
In Continuous Monitoring mode, you can change the SpO, alarm settings. Follow this
procedure:
1. Select the SpO, numeric area or waveform area to enter the SpO2 dialog.
2. Select the Alarm tab.
3. Enter the password if required. For more information, refer to 16.3.3 Selecting
Password for Changing Alarm settings.
4, Set the alarm properties as desired.
NOTE
®  Thedesatalarmisa high level alarm notifying you of potentially life
threatening drops in oxygen saturation. When the SpO, value is below the
desat alarm limit and desat alarm switch is set on, the message “SpO2 Desat”
is displayed.
®  You can switch off the SpO, Desat alarm only when SPO2 Desat Alarm Off is
enabled. For more information, see section
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6.6.2

Nellcor SatSeconds™ Alarm Management

With traditional alarm management, high and low alarm limits are set for monitoring
oxygen saturation. During monitoring, once an alarm limit is violated, an audible alarm
immediately sounds. When the patient SpO, fluctuates near an alarm limit, the alarm

sounds each time the limit is violated. Such frequent alarms can be distracting. Nellcor’s
SatSeconds alarm management technique is used to reduce these nuisance alarms.

The SatSeconds feature is available with the Nellcor SpO, to decrease the likelihood of
false alarms caused by motion artifacts. With SatSeconds alarm management, high and
low alarm limits are set in the same way as those with traditional alarm management. A
SatSeconds limit is also set. The SatSeconds limit controls the amount of time that SpO,
saturation may be outside the set limits before an alarm sounds.

The method of calculation is as follows: the percentage points of the SpO, saturation

falling outside the alarm limit is multiplied by the number of seconds remaining outside
the limit. This can be stated as the equation:

SatSeconds = Points x Seconds

Only when the SatSeconds limit is reached, the monitor gives a SatSeconds alarm. For
example, the figure below demonstrates the alarm response time with a SatSeconds
limit set at 50 and a low SpO, limit set at 90%. In this example, the patient SpO, drops to
88% (2 points) and remains there for 2 seconds. Then it drops to 86% (4 points) for 3
seconds, and then to 84% (6 points) for 6 seconds. The resulting SatSeconds are:

% SpO, Seconds SatSeconds
2% 2= 4

4% 3= 12

6% 6= 36

Total SatSeconds= 52

After approximately 11 seconds, a Sat-Second alarm would sound, because the limit of
50 SatSeconds would have been exceeded.
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Saturation levels may fluctuate rather than remaining steady for a period of several
seconds. Often, the patient SpO, may fluctuate above and below an alarm limit, re-

entering the non-alarm range several times. During such fluctuation, the monitor
integrates the number of SpO, points, both positive and negative, until either the

SatSeconds limit is reached, or the patient SpO, re-enters the non-alarm range and
remains there.

NOTE

The SpO, Too Low or SpO, Too High alarm is presented in the case that SpO,
value violates the alarm limits 3 times within one minute even if the setting
of SatSeconds is not reached.

6.6.3  Setting the Nellcor SpO, SatSeconds
In Continuous Monitoring mode, you can set the SatSeconds. Follow this procedure:

1 Select the SpO, numeric area or waveform area to enter the SpO2 dialog.
2. Select the Alarm tab.
3. Set Sat-Seconds.

6.6.4  Setting SpO, Sensitivity (for Masimo SpO,)

For Masimo SpO,, selects the Sensitivity as per signal quality and patient motion.
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Normal sensitivity is the recommended for patients who are experiencing some
compromise in blood flow or perfusion. It is advisable for care areas where patients are
observed frequently, such as the intensive care unit (ICU).

Adaptive Probe Off Detection (APOD) sensitivity is the recommended sensitivity mode
where there is a high probability of the sensor becoming detached. It is also the
suggested mode for care areas where patients are not visually monitored continuously.
This mode delivers enhanced protection against erroneous pulse rate and arterial
oxygen saturation readings when a sensor becomes inadvertently detached from a
patient due to excessive movement.

Maximum sensitivity is recommended for use on patients with weak signals (e.g. high
ambient noise and/or patients with very low perfusion) and for use during procedures or
when clinician and patient contact is continuous such as in higher acuity settings.

To set SpO, sensitivity, follow this procedure:

1 In Continuous Monitoring mode, select the SpO, numeric area or waveform area
to enter the SpO2 dialog. In Spot Check mode, select the Main Menu quick key
— from the Parameters column select Setup — select SpO2.

2. Select the Setup tab.
3. Set Sensitivity to Maximum, Normal, or APOD.

CAUTION

When using the Maximum Sensitivity setting, performance of "Sensor Off*"
detection may be compromised. If the equipment and the sensor becomes
detached from the patient, the potential for false readings may occur due to
environmental noise such as light, and vibration.

Configuring the monitor to “Load Latest Configuration” as the default
configuration may result in Masimo SpO2 being set to Maximum sensitivity
mode on power up or after admitting a new patient. Maximum sensitivity is
recommended for use during procedures or when clinician and patient
contact is continuous, such as in higher acuity settings. Maximum sensitivity
is not recommended for care areas where patients are not monitored visually
as “Sensor Off” detection may be compromised.

6.6.5 Enabling SmartTone (for Masimo SpO,)

SmartTone is the intelligent sound function, which can generate pulse tone in case of
motion interference. To enable Smart Tone, follow this procedure:

1 Enter the SpO2 menu

2. Select the Setup tab.
3. Switch on SmartTone.
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6.6.6

6.6.7

6.6.8

Enabling FastSAT (for Masimo SpO,)

FastSAT enables rapid tracking of arterial oxygen saturation changes as may be required
in urgent situations. When FastSAT is switched on, the averaging algorithm evaluates all
the SpO, values and provides an averaged SpO, value that is a better representation of

the patient’s current oxygen saturation status.

The reliability of FastSAT is dependent on the setting for the averaging time and the
input signal. FastSAT is disabled by default. To enable FastSAT, follow this procedure:

1. InContinuous Monitoring mode, select the SpO, numeric area or waveform area
to enter the SpO2 dialog. In Spot Check mode, select the Main Menu quick key
— from the Parameters column select Setup — select SpO2.

2. Select the Setup tab.
3. Switch on Fast SAT.

Displaying SIQ (for Masimo SpO,)

The signal quality indicator (SIQ) displays below the Pleth waveform. The SIQ is
conveyed by vertical bars. The height of the bar provides an assessment of the
confidence in the displayed SpO, value. The SpO, SIQ can also be used to identify the
occurrence of a patient ‘s pulse.

The following picture shows the SpO, SIQ:

(1) Signal quality indicator (SIQ)
To show SpO, SIQ, follow this procedure:

1 In Continuous Monitoring mode, select the SpO, numeric area or waveform area
to enter the SpO2 dialog. In Spot Check mode, select the Main Menu quick key
— from the Parameters column select Setup — select SpO2.

2. Select the Setuptab.
3. Switch on Display SIQ.

Changing Averaging Time (for Masimo SpO,)

The SpO, value displayed on the monitor screen is the average of data collected within a
specific time. The shorter the averaging time is, the quicker the monitor responds to
changes in the patient’s oxygen saturation level. Contrarily, the longer the averaging
time is, the slower the monitor responds to changes in the patient’s oxygen saturation
level, but the SpO, measurement is more stable. For critically ill patients, selecting a
shorter averaging time will help with understanding the patient’s state.
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To set the averaging time, follow this procedure:

1 In Continuous Monitoring mode, select the SpO, numeric area or waveform area
to enter the SpO2 dialog. In Spot Check mode, select the Main Menu quick key
— from the Parameters column select Setup — select SpO2.

2. Select the Setup tab.
3. Set Averaging.

6.6.9  Showing/Hiding PI
You can set whether to display Pl in the SpO, parameter area. To do so, follow this
procedure:

1 In Continuous Monitoring mode, select the SpO, numeric area or waveform area
to enter the SpO2 dialog. In Spot Check mode, select the Main Menu quick key
— from the Parameters column select Setup — select SpO2.

2. Select the Setup tab.
3. Switch on or off Display PI.
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6.7

SpO, Troubleshooting

This section lists the problems that might occur. If you encounter the problems when
using the equipment or accessories, check the table below before requesting service. If
the problem persists, contact your service personnel.
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7 Monitoring PR

7.1 PR Introduction

The pulse numeric counts the arterial pulsations that result from the mechanical activity
of the heart.The pulse value can be from SpO, or NIBP. The PR parameter area displays its
source.

7.2 PR Display

Regular/lrregular? ¥

(1)  PRunit

2 PR high limit

(3) PR low limit

(4) PR Source: it can be sourced from SpO, or NIBP, with SpO, taking precedence.

(5) Pulse rate (PR): detected pulsations per minute.

(6) In Spot Check mode, select this area to mark the pulse as regular or irregular. It can
be switched on or off. For details, see 7.3.3 Enabling Irregular PR.

NOTE

[ ]

A functional tester or SpO, simulator can be used to determine the pulse rate
accuracy.

7.3 Changing the PR Settings

7.3.1  Changing the PR Alarm Settings

In Continuous Monitoring mode, you can change the PR alarm settings. Follow this
procedure:
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1. Select the PR numeric area to enter the PR dialog.
2. Select the PR Alarm tab.

3. Setthe alarm properties of PR.

7.3.2  Changing the Pulse Volume

To change the pulse volume, follow this procedure:

1 In Continuous Monitoring mode, select the PR numeric area to enter the PR
dialog. In Spot Check mode, select the Main Menu quick key — from the
Parameters column select Setup — select PR.

2. Select PR Setup tab.

3. Set the Pulse Volume to an appropriate level.

7.3.3  Enabling Irregular PR

To enable the Irregular PR function, follow this procedure:

1 Select the Main Menu quick key — from the
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8 Measuring Temperature (Temp)

8.1 Temp Introduction

The monitor can measure temperature with any one of the following temperature
modules:

H  Mindray TrueTemp™ module
B Exergen TemporalScanner™ thermometer

Below is a view of monitors configured with the above modules:

Probe well

—~ o~
N =

Connector for thermometers or Temp sensors

8.2 Temp Display
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8.3

(2) Measurement site: displays the current measurement site. You can select this area
to select another measurement site.

3) Alarm off symbol if Temp alarm is off; alarm limit if Temp alarm is on

4) Select this area to manually input a measured Temp value

(5) Temp value

(6) Measurement mode (for TrueTemp™ only): displays the current mode, where “P”

stands for Predictive and “M” stands for “Monitor” You can select this area to
switch to another mode.

Monitoring Temp with TrueTemp™ Module

The TrueTemp™ Temp modules are intended for monitoring oral, axillary and rectal
temperature of adult and pediatric patients and axillary and rectal temperature of
neonatal patients.

Temperature can be measured in either Predictive mode or Monitor mode. In Monitor
mode, the thermal resistance in the probe reflects the patient’s temperature by sensing
the temperature according to the thermal equilibrium principle. In the Predictive mode,
the patient’s temperature is predicted by the temperature rise curve (which is obtained
by collecting multiple temperature measurements) at the time the probe is applied to
the patient. The default is Predictive mode.

Contra-indication

The TrueTemp™ module is not intended to be used at a site with unhealed wounds,
lumps, or inflammation or any other symptoms that make the site unsuitable for
temperature measurement.

WARNING

®  Donottake oral temperature on an infant (0-3 years).

® Do not take measurements on damaged skin.

®  Use only the specified temperature probe and probe cover. Using other
probe or probe cover, or not using probe cover may cause damage to the
monitor or failure to meet the declared specifications in this manual.

® The temperature probe cover is disposable. Re-use of probe cover may result
in patient cross-contamination.

®  Use disposable probe covers for temperature measurement. Failure to use a
probe cover can cause inaccurate temperature readings, and patient cross-
contamination. Discard the probe if a probe cover is not used in the
measurement.

°

Check the disposable probe cover for damage before using. Never use any
probe cover for temperature measurement in case of damage or
contamination.
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Be careful to avoid damaging the temperature probe. Place the temperature
probe in the probe well if not in use.

® priorto taking a temperature, instruct the patient not to bite down on the
probe, as patient injury and damage to the probe may result.

® Intherectal mode, incorrect probe placement may resultin bowel
perforation.

®  Wash hands after temperature is taken. This will significantly reduce the risk
of cross contamination and nosocomial contamination.

®  Ensure that probe covers are disposed of according to local regulations or
hospital's requirements.

o Accuracy verification of the temperature module is required every two years
or according to your hospital’s policy. Please contact our Customer Service if
accuracy verification is needed.

NOTE

®  patient actions may interfere with oral temperature readings. Ingesting hot
or cold liquids, eating food, chewing gum, brushing teeth, smoking, or
performing strenuous activities may affect temperature readings for up to 20
minutes after the activity has ended.

® Inthe axillary mode, the probe shall directly contact with patient’s skin.
Measuring through patient’s clothes or long-term exposure of patient’s
armpit to the air may result in inaccurate temperature reading.

®  Choose appropriate probe according to patient type and measurement site.
Using the incorrect probe may cause patient's discomfort and inaccurate
measurements.

® The temperature taken by and displayed on this monitor is the temperature
of the measurement site.

[ ]

Improper use of probe may also cause patient's discomfort and inaccurate
measurements.

8.3.1 Measuring Temp

8.3.1.1 Selecting Measuring Site
The temperature module can be configured with 2 types of temperature probe:

Type Color Patient Category Measurement Site
Oral/axillary Blue Adult, pediatric Oral, axillary
Neonate Axillary
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8.3.12

The blue oral/axillary probe shall only be used with blue probe well, while the red rectal
probe shall only be used with red well.

Be sure to select correct probe according to the measurement site.

For adult and pediatric patients, when oral/axillary probe is used, the measurement site
will automatically be set to Oral. You can change the site in Temp area.

For neonatal patients, when oral/axillary probe is used, the measurement site will
automatically be set to Axillary. The measurement site cannot be changed.

Taking a Temperature in Predictive Mode

1
2.
3.

Verify that the probe is placed in the probe well.
Verify that the temperature measurement type and site are correct.

Unplug the probe from the probe well and the measurement mode changes to
Predictive automatically.

Insert it into a cover in the probe cover pack and press the probe handle down
firmly until the cover engages with the probe.

The temperature module starts to warm up when the probe is taken out. The
message “Temp Warming Up” displays in Temp parameter area. The warming up
time is about 2 seconds in room temperature. The monitor issues two beeps and
provides the message “Temp Prediction Ready” on the screen when warm-up is
complete. Then you can placehhg5b
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of insertion should be even less. Tilt the probe so that it always contacts with
patient’s tissue. Lubricant can be used in rectal mode.

The monitor will give a beep as the temperature measurement is complete. The
temperature reading displays continuously until the probe is taken out from the
probe well.

6.  Withdraw the probe. Press firmly the ejection button on the top of the probe to
eject the probe cover. Replace the probe into the probe well.

7. Clean and disinfect the temperature probe as described in section 8.3.2 Cleaning
and Disinfecting Temperature Probe.

In Predictive mode, the monitor automatically enters Monitor mode in the following

VS 8/VS 8A Vital Signs Monitor Operator's Manual 8-5



NOTE

In Monitor mode, record the measured value prior to taking away the probe
from measurement site. The monitor will automatically stop measuring
temperature after 10 minutes from the start of the measurement.

8.3.2 Cleaning and Disinfecting Temperature Probe
The recommended cleaning and disinfecting agents include:

Product Name FEClEs Manufacturer Purpose EPA No.
Type

Water Liquid / Cleaning /

Ethanol, 70% Liquid / Cleaning, /

disinfecting

1-Propanol, 50% Liquid / Disinfecting /

Alpet® D2 Surface Sanitiz- Wipes BEST SANITIZERS INC™ Cleaning 73232-1

ing Wipes

Clorox Dispatch® Hospital Wipes Clorox professional products Cleaning 56392-8

Cleaner Disinfectant Tow- company

els with Bleach

Clorox Healthcare® Bleach Wipes Clorox professional products Cleaning 67619-12

Germicidal Wipes company

Clorox Healthcare® Hydro- Wipes Clorox professional products Cleaning 67619-24

gen Peroxide Cleaner Dis- company

infectant Wipes

Diversey Oxivir® TB Wipes Wipes Diversey Inc Cleaning 70627-60

Hydrogen peroxide, 3% Liquid / Disinfecting /

Isopropanol, 70% Liquid / Disinfecting /

Metrex CaviCidel™ Liquid, METERX® RESEARCH Cleaning, 46781-12
spray disinfecting

Metrex CaviWipes™ Wipes METERX® RESEARCH Cleaning 46781-8

PDI Sani-Cloth® AF3 Ger- Wipes PDIInc. Cleaning 9480-9

micidal Disposable Wipe
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Product

Product Name Manufacturer Purpose EPA No.
Type
PDI Sani-Cloth® Bleach Wipes PDI Inc. Cleaning 9480-8
Germicidal Disposable
Wipe
PDI Sani-Cloth® HB Germi- | Wipes PDI Inc. Cleaning 61178-4-
cidal Disposable Wipe 9480
PDI Sani-Cloth@ Plus Ger- Wipes PDIInc. Cleaning 9480-6
micidal Disposable Cloth
PDI Super Sani-Cloth® Ger- | Wipes PDI Inc. Cleaning 9480-4
micidal Disposable Wipe
Rely+On™ Virkon® High Powder Antec International Ltd Disinfecting /
Level surface Disinfectant,
1%
Sodium hypochlorite Liquid / Disinfecting /
bleach 0.5%
Virex® I 256 (1:256) Liquid Diversey Inc Cleaning, 70627-24
disinfecting
Virex® TB Liquid, Diversey Inc Cleaning, 70627-2
spray disinfecting
mikrozid® Sensitive liquid Liquid Schulke & Mayr GmbH Cleaning, /
disinfecting
Aniosurf ND premium, Liquid ANIOS LABORATORIES Disinfecting /
0.25%
Surfa 'safe Liquid, ANIOS LABORATORIES Cleaning, /
spray disinfecting
Clinell® Universal Sanitis- Wipes GAMA Healthcare Ltd Cleaning, /
ing Wipes disinfecting
HEALTH ESSENCE Surface Liquid, Beijing ChangJiangMai Medi- Disinfecting /
Disinfectant spray cal Science Technology Co.
Ltd.
DIAN’ERKANG® Surface Wipes Shanghai Likang Disinfectant Cleaning /
Wipes Hi-Tech Co,, Ltd.
Glutaraldehyde, 2% Liquid / Disinfecting /
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8.4

Thoroughly clean and disinfect the probe before and after use. To clean and disinfect the
temperature probe:

1 Disconnect the temperature probe from Temp connector.

2. Cleaning the probe using a soft, clean cloth dampened with a recommended
cleaning agent.

Wipe off all the cleaning solution with a dry cloth after cleaning if necessary.

4. Disinfect the probe with a soft cloth dampened with the recommended
disinfectant. Follow the disinfectants instructions, including contact time.

5. Wipe off all the remaining disinfectants from the probe with a soft cloth dampen
with water.

6. Dry the probe in a cool place.

7. Check the probe and make sure there is no visible residue on the surface. Repeat
the above steps to clean the main unit if necessary.

WARNING

Perform the decontamination or cleaning process with the monitor powered
down and power cord removed.

®  The used soft cloth shall be properly disposed of.

Monitoring Temp with Exergen TemporalScanner™
Thermometer

The TemporalScanner™ thermometer measures the temperature of the skin over the
temporal artery. Operation is based on measuring the natural thermal infrared radiation
emitted from the surface of the skin over the temporal artery.

The TemporalScanner™ is a handheld infrared thermometer used by medical
professionals for the intermittent measurement of human body temperature of people
of all ages, by scanning the forehead skin over the temporal artery.

8.4.1  Safety Information
WARNING
[ ]
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Do not use this thermometer if it is not working properly, if it has been
exposed to temperature extremes, damaged, been subject to electrical
shocks orimmersed in water.

®  Thereareno parts that you can service yourself except for the battery, which
you should replace when low by following the instructions in this manual. For
service, repair, or adjustments, return your thermometer to Mindray.

®  No modification of this equipment is allowed.

®  Never drop or insert any object into any opening, unless stated in this
manual.

® if your thermometer is not used regularly, remove the battery to prevent
possible damage due to chemical leakage.

® The TemporalScanner™ thermometer is an adjusted mode clinical
thermometer. Correction method is proprietary. Laboratory testing protocol
for laboratory accuracy is available upon request.

[ ]

Follow the battery manufacturer’s recommendations or your hospital policy
for the disposal of used batteries.

8.4.2  Taking a Temperature with the TemporalScanner™

WARNING

To avoid cross-contamination, disinfect the probe head or install a cap onto
the probe head before taking measurement on a different patient.

8.4.2.1 Understanding the Measurement sites

Recommended measurement sites are: temperature at the temporal artery area or
temperature behind the ear.
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Temporal Artery Area Behind the Ear

Alternate sites when temporal artery or behind ear are unavailable:
B Femoral artery: slowly slide the probe across groin.

B Lateral thoracic artery: slowly scan side-to-side in the area, midway between the
axilla and the nipple.

8.4.2.2 Taking a Temperature on an Infant

To take a temperature on an infant, follow this procedure:

1 Place probe flush on center of forehead and depress button. Keeping button
depressed, slowly slide probe mid-line across forehead to the hair line.

2. Release button remove from head and read measurement.

NOTE

® The preferred site is the temporal artery area. Unless visibly diaphoretic, one
measurement here is typically all that is required.

® ifthe temporal artery is covered, then the area behind the ear, if exposed, can
be an alternate site.

®  Measure straight across the forehead and not down side of face.

®  Brush the hair aside if covering the area to be measured. Measurement site
must be exposed.

8.4.2.3 Taking a Temperature on an Adult

To take a temperature on an adult, follow this procedure:

1 Slide across forehead. Place probe flush on center of forehead and depress button.
Keeping button depressed slowly slide probe mid-line across forehead to the hair
line.

2. Slide behind ear. Keeping button depressed, lift probe from forehead, touch
behind ear halfway down the mastoid process and slide down to the soft
depression behind the earlobe.

3. Release button and read measurement.

NOTE
®  Measure only the up-side on a patient in a lateral position. The down-side will
be insulated preventing the heat from dissipating, resulting in falsely high
readings.
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Think of a sweatband. Measure straight across the forehead and not down
the side of the face. At mid-line, the temporal artery is about 2 mm below the
surface, but can go deeply below the surface on the side of the face.

Measure exposed skin. Brush the hair and bangs aside if covering the area to
be measured.

8.4.3  Understanding the TemporalScanner™ Thermometer LED
Display
The following chart summarizes the conditions that may occur while the
TemporalScanner™ is in use, and the associated indications:

Condition Display Solution/Range

High Target HI >110 °F(43 °C)

Low Target LO <61 °F(16 °C)

High Ambient HIA >104 °F (40 °C)

Low Ambient LOA <60 °F (16 °C)

Low Battery bAtt /

No or Very Low Battery blank display /

Processing Error Err Restart. Return to Mindray for repair if
error message persists.

Scanning (Normal ... /

Operation)

8.44 Fahrenheit or Celsius Conversion

The TemporalScanner™ can be used in either °F or °C. To convert from one scale to the
other, the only tools necessary are a paper clip and the tip of a small screwdriver.

To convert to Fahrenheit or Celsius:

1. Bend one leg of a paper clip and insert it into the hole in the side of the plastic
housing.

2. Push to release the battery cover, and then remove the battery.
3. Slide the switch to left (Celsius) or right (Fahrenheit) with the tip of a screwdriver.

4. Replace battery and cover.
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NOTE

After converting to Fahrenheit, the readings on TemporalScanner™ and the

monitor might be slightly different. The readings on TemporalScanner™

would be more accurate.

8.4.5 Replacing the Battery

To replace the battery, follow this procedure:

1. Bend one leg of a paper clip and insert it into the pinhole in the side of the plastic

housing.

2. Push to release the battery cover, and then remove the battery.

3. Replace the battery into the compartment.

4, Reinstall the battery cover.

8.4.6  Troubleshooting

Message/Issue Cause

Solution

Abnormally low Dirty Lens

Clean lens of scanner every two weeks.

Temperature -
Releasing the button

before finished measuring

Release the button after finished
measuring.

Measuring when an ice
pack or wet compress is on
the forehead

Remove ice pack or wet compress, wait
2 minutes, and re-take temperature.

Measuring a completely
diaphoretic patient

Complete diaphoresis includes
diaphoresis of area behind the ear and
suggests that the temperature is
rapidly dropping. Use an alternative
method of temperature measurement
in these cases until the patient is dry
and the temporal artery measurement
can be repeated.

Improperly scanning down
the side of the face

Scan straight across forehead. The
temporal artery is closest to skin in that
area.

Abnormally high | Anything covering the area
temperature to be measured would
insulate and prevent heat
from dissipating, resulting
in false high readings.

Confirm measurement site has not
recently been in contact with heat
insulators such as hats, blankets, and
hair. Scan the area not covered or wait
about 30 seconds for the previously
covered area to equilibrate to the
environment.
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8.4.7  Cleaning the TemporalScanner™ Thermometer

WARNING

®  Never use abrasive materials (such as steel wool or silver polish), or erosive

cleaners (such as acetone or acetone-based cleaners).

Never immerse any part of the product in liquids or allow liquid to enter the
interior.

When cleaning or disinfecting the product, avoid pouring any liquid on the
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9 Measuring Noninvasive Blood Pressure
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9.2 NIBP Safety Information

WARNING

Be sure to select the correct patient category setting for your patient before
NIBP measurement. Do not apply the higher adult settings for pediatric or
neonatal patients. Otherwise, it may present a safety hazard.

Do not measure NIBP on patients with sickle-cell disease or on the limb
where skin damage has occurred or is expected.

If your monitor is using inflation algorithm, select cuffs with the TrueBP™
symbol. Using other cuffs may lead to incorrect or failed measurements.

Use clinical judgment to determine whether to perform frequent unattended
blood pressure measurement on patients with severe blood clotting
disorders because of the risk of hematoma in the limb fitted with the cuff.

Do not use the NIBP cuff on a limb with an intravenous infusion or arterial
catheter in place. This could cause tissue damage around the catheter when
the infusion is slowed or blocked during cuff inflation.

Do not apply cuff on the arm on the side of a mastectomy or lymph node
clearance.

Continuous cuff pressure due to connection tubing kinking may cause blood
flow interference and result in harmful injury to the patient.

NIBP reading can be affected by the measurement site, the position of the
patient, exercise, or the patient's physiologic condition. If you doubt the NIBP
measurements, determine the patient’s vital signs by alternative means, and
then verify that the monitor is working correctly.

Devices that exert pressure on tissue have been associated with purpura,
ischemia, and neuropathy. Inspect the application site regularly to ensure
skin quality and inspect the extremity of the cuffed limb for normal color,
warmth and sensitivity. If the skin quality changes, or if the extremity
circulation is being affected, move the cuff to another site or stop the blood
pressure measurement immediately. Check more frequently when making
automatic or STAT measurement. Auto NIBP measurement with one and two
minute intervals is not recommended for extended periods of time.

Do not modify or replace connectors of the NIBP air hose except with
Mindray-approved connectors.

Never connect intra-arterial or intra-venous lines, or any other incompatible
connectors to the NIBP hose. This can cause serious injury or death.

NIBP diagnostic significance must be decided by the hospital’s clinician staff.
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CAUTION

o Measuring NIBP on patients connected to an Intra Aortic Balloon Pump
(IABP) machine may result in the NIBP measurement, including PR, to be
inaccurate or fail.

o Only use parts and accessories specified in this manual. Follow the
instructions for use and adhere to all warnings and cautions.

°

Accuracy of NIBP measurement depends on using a cuff of proper size. Itis
essential to measure limb circumference and choose a cuff with proper size.

9.3 NIBP Measurement Limitations

Measurement is impossible with heart rate extremes of less than 30 bpm or greater than
300 bpm, or if the patient is on a heart-lung machine. The measurement may be
inaccurate or impossible in the following situations:

B Regular arterial pressure pulses are hard to detect

Excessive and continuous patient movement such as shivering or convulsions
Cardiac arrhythmias

Rapid blood pressure changes

Severe shock or hypothermia that reduces blood flow to the peripheries

On an edematous extremity

Obesity, where a thick layer of fat surrounding a limb dampens the oscillations
coming from the artery

NOTE

®  The effectiveness of this sphygmomanometer has not been established in

pregnant women, including pre-eclamptic patients.

9.4 Measurement Modes
In Spot Check mode, there are four NIBP measurement modes:
B Manual: measurement on demand.

B Auto: repeated measurement at set interval or an interval synchronized with the
real time clock.

HW  BP(Blood Pressure) Averaging: see 9.9 BP Averaging.
B Orthostatic BP measurement: see 9.10 Orthostatic BP Measurement.
In Continuous Monitoring mode, there are four NIBP measurement modes:

B Manual: measurement on demand.
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B Auto: repeated measurement at set interval or an interval synchronized with the
real time clock.

B STAT: continual rapid series of measurement over a five minute period.

B Sequence: continually automatic measurement at set durations and intervals.

9.5 NIBP Display

Below is an example of NIBP screen in Spot Check mode:

@
NIEP @14:06

mmHg,

—
N
—

* 104/68 .

(7N

@

(1)  Thelast NIBP measurement time

(2)  NIBP unit: mmHg or kPa

()  Select this area to set the patient position and measurement site
(4)  Systolic pressure

(5)  Another measurement mode is available:

+ If the department is set to Physician Office, swipe on the NIBP area to the left or
right to switch to BP averaging screen. For details, see 9.9 BP Averaging.

+ If orthostatic BP measurement is enabled, swipe on the NIBP area to the left or
right to switch to orthostatic BP measurement screen. For details, see
9.10 Orthostatic BP Measurement.

(6)  Mean pressure (displayed after the measurement completes) or cuff pressure
(displayed during the measurement)

3

Diastolic pressure

=

Start/Stop NIBP measurement

NIBP measurement interval

—
)

Below is an example of NIBP screen in Continuous Monitoring mode:
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@ (12) (11) (10)

NIBP @1401 000312
S AAN =1
@)
@) )

®) (6) @ ®
1) The last measurement time
(2) NIBP unit: mmHg or kPa
3) Select this area to set the patient position and measurement site
4) Systolic pressure alarm limits
(5) Systolic pressure
(6) Mean pressure (displayed after measurement completed) or cuff pressure (displayed
during the measurement)
7) Diastolic pressure
8) Mean pressure alarm limits

(

(

9 Start/Stop NIBP measurement

(10) Sequence information (for Sequence mode): the capital letter indicates the current
phase and the time indicates the current measurement interval

(11) Diastolic pressure alarm limits

(12) Time to the next measurement (for Auto mode and Sequence mode)

The display of pressure values can be configured. For details, see 9.8.6 Setting the NIBP
Display Format.

NOTE

If the measurement fails, “XX” is displayed; if measurement is not taken, “--”
is displayed.

NIBP numerics in black color with a light outline indicate that the
measurement is old and exceeds the configured NIBP Measurement Timeout
time (see section 16.8.7 Setting Parameter Measurement Timeout). These NIBP
values are not recommended for reference.
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9.6

Preparing for NIBP Measurement

9.6.1  Preparing the Patient for NIBP Measurement
In normal use, perform NIBP measurement on a patient who is in the following position:
B Comfortably seated
B Legsuncrossed
W Feetflat on the floor
W Back, arm and feet supported
For patients taking orthostatic BP measurement, refer to 9.10 Orthostatic BP
Measurement.
NOTE
® |tisrecommended that the patient remains calm and relaxes as much as
possible before performing the measurement and that the patient do not
talk during the measurement.
®  |tisrecommended to have the patient sit quietly for several minutes before
taking the measurement.
®  Forknown hypertensive patients, set initial cuff pressure to a higher value to
reduce the measurement time.
® Do nottouch the cuff or tubing during NIBP measurement.
®  Other factors that have been shown to result in an overestimation of blood
pressure are labored breathing, full bladder, pain etc.
9.6.2  Placing the NIBP Cuff
To place the NIBP cuff, follow this procedure:
1. Verify that the patient category setting is correct. If not, enter the Patient
Management dialog to change patient category. For more information, see
4.2.2 Editing Patient Information.
2. Connect the air tubing to the NIBP connector on the monitor.
3. Select an appropriate cuff for the patient, and then wrap it around the limb
directly over the patient’s skin as follows:

a If your monitor is using inflation algorithm, select cuffs with the TrueBP™
symbol. Using other cuff may lead to incorrect or failed measurements.

b Determine the patient s limb circumference.

c Select an appropriate cuff by referring to the limb circumference marked on
the cuff. The width of the cuff should be 40% (50% for neonates) of the limb
circumference, or 2/3 of the length of the upper arm or the thigh. The
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inflatable part of the cuff should be long enough to encircle at least 50% to
80% of the limb.

d Apply the cuff to the patient s upper arm or leg and make sure the ®
marking on the cuff matches the artery location. The cuff should fit snugly,
but with enough room for two fingers to be placed between the cuff and the
patient sarm (on adults), and loosely on neonates with little or no air present
within the cuff. Otherwise it may cause discoloration and ischemia of the
extremities. Make sure that the cuff index line falls within the range
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9.7.2

N -

N

GE8BE

=233

@) ©)®)

The last measurement time

NIBP unit: mmHg or kPa

Patient position and site of the first measurement
Patient position and site of the second measurement

Differences between the two groups of measurements: displayed in the form of Sys/
Dia (Mean)

Start/Stop the second measurement
Start/Stop the first measurement
Values of the second measurement: displayed in the form of Sys/Dia (Mean)

Values of the first measurement: displayed in the form of Sys/Dia (Mean)

Performing Auto Measurement
To perform auto measurement, follow this procedure:

1.

a M w N

Prepare the patient and place the cuff as instructed in 9.6 Preparing for NIBP
Measurement.

Select to set the patient position and measurement site.
Select the NIBP numeric area to enter the NIBP dialog.

Set Interval to an appropriate duration.

Set Start Mode to Interval or Clock.

€ Clock: after the first measurement, the monitor automatically synchronizes
NIBP automatic measurement with the real time clock. For example, if
Interval is set to 20 min, and NIBP auto measurement is started at 14: 03,
the next measurement will be taken at 14: 20, and then at 14:40, 15:00, and
so on.

€ Interval: after the first measurement, the monitor automatically repeats
measurement at set interval. For example, if Interval is set to 20 min, and
NIBP auto measurement is started at 14:03, the next measurement will be
taken at 14:23, and then at 14:43, 15:03, and so on.

Select Start NIBP.
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9.7.3

9.7.4

9.8

9.8.1

9.8.2

Performing STAT Measurement
To perform STAT measurement, follow this procedure:

1 Prepare the patient and place the cuff as instructed in 9.6 Preparing for NIBP
Measurement.

2. Select a workflow under Continuous Monitoring.

Select to set the patient position and measurement site.
4. Select the NIBP numeric area to enter the NIBP dialog.
Select STAT.

Performing Sequence Measurement
To perform sequence measurement, follow this procedure:

1 Prepare the patient and place the cuff as instructed in 9.6 Preparing for NIBP
Measurement.

2. Select aworkflow under Continuous Monitoring.

Select to set the patient position and measurement site.
4. Select the NIBP numeric area to enter the NIBP dialog.

Select Sequence tab to set the duration and interval of phases in the sequence.For
details, see 9.8.5 Setting NIBP Sequence.

6. Select Setup tab, set Interval to Sequence.
7.  SetStart Mode to Interval.
8. Select Start NIBP.

Changing NIBP Settings

Setting the NIBP Alarm Properties

In Continuous Monitoring mode, you can set the NIBP alarm properties. Follow this
procedure:

1 Select the NIBP numeric area to enter the NIBP dialog.
2. Select the Alarm tab.

3. Enter the password if required. For more information, refer to 17.3.3 Selecting
Password for Changing Alarm settings.

4. Set alarm properties as desired.

Setting the NIBP Interval

For auto NIBP measurement, you need to set the interval between two times of NIBP
measurement. Follow this procedure:
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9.8.3

9.8.4

9.8.5

9.8.6

1 Select the NIBP numeric area to enter the NIBP dialog — Setup tab.

2. Set Interval. Selecting Manual switches to manual mode.

Selecting NIBP Start Mode

Start mode defines how NIBP auto mode works. Follow this procedure:
1. Select the NIBP numeric area to enter the NIBP dialog.
2. Set Start Mode.

€ Clock: after the first measurement, the monitor automatically synchronizes
NIBP automatic measurement with the real time clock. For example, if
Interval is set to 20 min, and you start NIBP auto measurement at 14: 03, the
next measurement will be taken at 14: 20, and then at 14:40, 15:00, and so
on.

€ Interval: after the first measurement, the monitor automatically repeats
measurement at set interval. For example, if Interval is set to 20 min, and
you start NIBP auto measurement at 14:03, the next measurement will be
taken at 14:23, and then at 14:43, 15:03, and so on.

Enabling the NIBP End Tone

The monitor can issue a reminder tone at the completion of NIBP measurement. The
NIBP End Tone is off by default. You can switch on the NIBP tone in workflow setup
dialog. After setting, every time you switch to the workflow, NIBP End Tone is switched
on.

You can also switch on the NIBP end tone in the NIBP dialog. To do so, follow this
procedure:

1 In Continuous Monitoring mode, select the NIBP numeric area to enter the NIBP
dialog. In Spot Check mode, select the Main Menu quick key — from the
Parameters column select Setup — select NIBP.

2. Switch on NIBP End Tone.

Setting NIBP Sequence

In Continuous Monitoring mode, you can set NIBP sequence. NIBP sequence
measurement can have up to five phases: A, B, C, D, and E. The duration and interval of
each phase can be set individually.

To set NIBP sequence, follow this procedure:
1 Select the NIBP numeric area to enter the NIBP dialog.
2. Select the Sequence tab.

3. Set Duration and Interval of each phase.

Setting the NIBP Display Format
To set the NIBP display format, follow this procedure:
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9.8.7

9.8.8

9.8.9

9.9

991

1 In Continuous Monitoring mode, select the NIBP numeric area to enter the NIBP
dialog. In Spot Check mode, select the Main Menu quick key — from the
Parameters column select Setup — select NIBP.

2. Select the Setup tab.
3. Set Display Format.

Setting the NIBP Alarm Limits Display Switch

In Continuous Monitoring mode, you can set whether to display the alarm limits of
diastolic NIBP and mean NIBP. Follow this procedure:

1 Select the NIBP numeric area to enter the NIBP dialog.
2. Select the Setup tab.

3. Switch on or off Display Alarm Limits.

Setting Measurement Times
To set the measurement times, follow this procedure:

1 Select the Main Menu quick key — from the Configuration column select
Workflow — input the required password — select ) .

2. Select E’J on the right of the workflow to be set. Make sure the workflow is
under Spot Check.

Select Parameters Setup.

4, Under NIBP tab, set Measurements to Twice.

Correcting the NIBP Measurements

The middle of the cuff should be at the level of right atrium. If the limb is not at the heart
level, the measurement should be corrected as follows:

B Add0.75 mmHg (0.10 kPa) to the displayed value for each centimetre higher.
HW  Deduct 0.75 mmHg (0.10 kPa) to the displayed value for each centimeter lower.

BP Averaging

In BP averaging mode, a group of BP measurement is performed on a patient
automatically. At the completion of measurement, a group of averaged BP readings is
displayed.

Enabling BP Averaging

BP averaging is available only when the Department is set to Physician Office and the
monitor is working in Spot Check mode.

To change the department, see 16.2 Changing the Department.

To enable BP averaging, follow this procedure:
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1. Select the Main Menu quick key — from the Configuration column select
Workflow — input the required password — select g-J .

2. Select E’J on the right of the workflow to be set. Make sure the workflow is
under Spot Check.

Select Parameters Setup — the NIBP tab.
4, Under Average, enable BP Averaging.

9.9.2 BP Averaging Display

The following figure shows the BP averaging screen.

NIBP Average [QIRET)
(2) mmHg

(6)

) ®)

1) Time of last measurement

(2) NIBP unit: mmHg or kPa

(3) Select this area to set the patient position and measurement site

4) Averaged blood pressure: displayed in the form of Sys/Dia (Mean)

(5) Measurements used for averaging: if the first group of measurements is displayed

with a strikethrough, it is excluded in the averaging. For details, see 9.9.4.4 Excluding
the First Group of Readings in the Calculation.

(6) Start NIBP measurement

9.9.3  Performing BP Averaging

Follow this procedure:

1 Prepare the patient and place the NIBP cuff as instructed in 9.6 Preparing for NIBP
Measurement.

2. Swipe on the NIBP area to the left or right to switch to BP averaging screen.

3. Select ‘\,J,f‘ to set the patient position and measurement site.

4, Select %< to start the first measurement.

€ The monitor starts the first measurement immediately or after the set delay.
For details, see 9.9.4.1 Setting the Delay before Starting the First Measurement.
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9.94

9.94.1

9.94.2

9.9.43

9944

& After the first measurement, the monitor automatically takes several times
of BP measurement (see 9.9.4.2 Setting the Number of Measurement) at the
set interval (see 9.9.4.3 Setting Time between Readings).

At the completion of automatic measurement, select Return to check the
readings of each measurement and the averaged BP values.

Changing BP Averaging Settings

Setting the Delay before Starting the First Measurement
Follow this procedure:

1

4.

Select the Main Menu quick key — from the Configuration column select
Workflow — input the required password — select «g=J .

Select E’J on the right of the workflow to be set. Make sure the workflow is
under Spot Check.

Select Parameters Setup — the NIBP tab.
Under Average, set Delay Before Starting Measurement.

Setting the Number of Measurement
Follow this procedure:

1.

4.

Select the Main Menu quick key — from the Configuration column select
Workflow — input the required password — select g-J .

Select Ej on the right of the workflow to be set. Make sure the workflow is
under Spot Check.

Select Parameters Setup — the NIBP tab.

Under Average, set Number of Measurements.

Setting Time between Readings
You can set the time duration between the starts of two consecutive measurement.
Follow this procedure:

1

4.

Select the Main Menu quick key — from the Configuration column select
Workflow — input the required password — select ) .

Select E’J on the right of the workflow to be set. Make sure the workflow is
under Spot Check.

Select Parameters Setup — the NIBP tab.

Under Average, set Time Between Readings.

Excluding the First Group of Readings in the Calculation
You can choose to exclude the first group of readings in the averaging calculation.
Follow this procedure:
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1. Select the Main Menu quick key — from the Configuration column select
Workflow — input the required password — select g-J .

2. Select E’J on the right of the workflow to be set. Make sure the workflow is under
Spot Check.

3. Select Parameters Setup — the NIBP tab.

4, Under Average, enable Discard First Group of Readings.

9.10 Orthostatic BP Measurement

Orthostatic blood pressure is important for the assessment of fall risks. On the monitor,
you can measure the lying, sitting and standing blood pressure of a patient, and check
the differences for clinical evaluation. Orthostatic BP measurement is only applicable for
adult patient.

Alicense is required for the orthostatic BP measurement function. To check the license,
see 3.9.6 Checking Software Licenses.

9.10.1 Enabling Orthostatic BP Measurement

Orthostatic BP measurement is available only when the monitor is working in Spot
Check mode.

To enable Orthostatic BP measurement, follow this procedure:

1. Select the Main Menu quick key — from the Configuration column select
Workflow — input the required password — select gl .

2. Select E’J on the right of the workflow to be set. Make sure the workflow is
under Spot Check.

Select Parameters Setup — the NIBP tab.

4, Under Orthostatic BP Measurement, enable Orthostatic BP Measurement.

9.10.2 Orthostatic BP Measurement Display

The following figure shows the orthostatic BP measurement screen.

(1) Add Patient Symptoms (8)
@ )
)

©6)

®)

1) NIBP unit: mmHg or kPa
2) Lying or sitting blood pressure: displayed in the form of Sys/Dia (Mean)
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9.10.3 Performing Orthostatic BP Measurement
Follow this procedure:
1 Place the NIBP cuff as instructed in 9.6.2 Placing the NIBP Cuff.

2. Swipe on the NIBP area to the left or right to switch to the orthostatic BP measure-
ment screen.

3. Follow the instructions on the screen to perform measurements. Measurements
should be performed in the sequence of the patient positions set in the current
workflow. For more information, refer to 9.10.4.1 Setting the Sequence for Ortho-
static BP Measurement. In this process, you may need to perform the following
operations:

€  Ask the patient to adjust to the measurement position.

€ Ifneeded,select  on the screen to start a count up timer. The lying or
sitting duration is configurable. For details, refer to 9.10.4.2 Setting the Lying
or Sitting Duration of Patient.

¢ Select ontheright to start a measurement.

4. Select symptoms if necessary. The list of symptoms are configurable. For details,
see 9.10.4.5 Setting Orthostatic BP Symptoms.

5. Upon completion of measurement, the evaluation result is displayed in the NIBP
area. Select Negative or Positive to check for details.

9.10.4 Changing Orthostatic BP Measurement Settings

9.10.4.1 Setting the Sequence for Orthostatic BP Measurement
Follow this procedure:

1 Select the
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Select on the right of the workflow to be set. Make sure the workflow is
under Spot Check.

Select Parameters Setup — the NIBP tab.

Under Orthostatic BP Measurement, set Position. The monitor will guide you to
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9.10.4.4

9.10.4.5

9.10.4.6

Setting the Times of Standing or Sitting BP Measurement
Follow this procedure:

1 Select the Main Menu quick key — from the Configuration column select
Workflow — input the required password — select «g=J .

2. Select E’J on the right of the workflow to be set. Make sure the workflow is
under Spot Check.

Select Parameters Setup — the NIBP tab.

4. Under Orthostatic BP Measurement, set Maximum Standing BP Measure-
ments or Maximum Sitting BP Measurements.

Setting Orthostatic BP Symptoms
Follow this procedure:

1 Select the Main Menu quick key ~ from the System column select Maintenance
input the required password  select 4J — Module.

2. Under Orthostatic BP Symptoms, select to edit a symptom. You can also
select Add Symptom to create a new symptom and then select to edit it.
NOTE
[}

You can set up to ten symptoms.

Setting Orthostatic BP Evaluation Criterion

You can set criteria for evaluation of the pressure differences. Different criteria can be set
for each measurement sequence. A negative/positive result displays on the screen at the
completion of the measurement.

Follow this procedure:

1 In Spot Check mode, select the Main Menu quickkey  from the System column
select Maintenance  input the required password  select ¢ — Module.

2. Under Evaluation Criterion, select Position and then a measurement sequence.
Then select to edit an existing criterion or Add Criterion to create a new
one.

3. Set the Parameter, Type, Threshold, and select With Symptoms to set whether
to include symptoms in the criterion.

4, Select Save.
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9.11

9.12

Assisting Venous Puncture

You can use the NIBP cuff to cause sub-diastolic pressure to block the venous blood
vessel and therefore help venous puncture. To assist venous puncture, follow this
procedure:

1 In Continuous Monitoring mode, select the NIBP numeric area to enter the NIBP
dialog. In Spot Check mode, select the Main Menu quick key — from the
Parameters column select Setup — select NIBP.

Set Venipuncture Pressure.
Select Venipuncture at the bottom of the dialog.

Puncture vein and draw blood sample.

g o~ w D

Select Venipuncture again to deflate the cuff. If the cuff is not manually deflated,
the cuff automatically deflates after a fixed period of time (170 seconds for adult
and pediatric patient, 85 seconds for neonatal patient).

During venous puncture, pay attention to the cuff pressure and the remaining time
displayed in the NIBP numerics area.

NOTE

This function is not available on VS 8A monitors.

NIBP Troubleshooting

This section lists the problems that might occur. If you encounter the problems when
using the equipment or accessories, check the table below before requesting for
services. If the problem persists, contact your service personnel.

NOTE
® rorthe physiological and technical alarm messages, see Appendix D Alarm
Messages.
Problem Solution
Cannot see NIBP Check that the NIBP is set to display in the Edit Workflow menu.

numeric area on the For more information, see 3.9.1.2 Setting the Screen Layout.
main screen
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10 Monitoring Respiration

10.1 RR Display

The RR parameter area displays its source.
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2.
3.
4.

Select E’J on the right of the workflow to be set.
Select Parameters Setup — RR tab.

Set Timer Reminder Interval as needed.
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1 1Manual Parameters

The monitor supports inputting physiological information of a patient manually for
clinical evaluation and record. The information can be saved for future reviewing,
printing, or sending to other devices.

11.1 Manual Input Parameters
Below is a list of manual parameters provided by default:

Blood Sugar

Height

Weight

FiO,

O, Flow Rate

1/0 Fluid

LOC (GCS)

LOC (AVPU)

02 Source

LOC (ACVPU)

Supp. O,

You can also add new types of parameters to the list. For details, refer to 16.8.5 Adding a
New Manual Parameter.

11.2 The Manual Input Display

The following figure shows the manual input area. Your display may be configured to
look different.

Manual Input
1) * 5p02 Scale Unspecified ©  * LOC(ACVPL)

Blood Sugar } Height

LOC(GCS) 1/0 Fluid

) 3)
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(1)  *symbol: indicates the parameter can be used for EWS calculation.
(2)  Parameter name

(3)  Parameter setup area: select to input a value, show the options, or a setup menu.

If you need to change the parameters to be displayed or their sequence in the list, refer
to 11.4 Changing the Display of Manual Parameters.

11.3 Inputting/Editing Parameter Information
Follow this procedure:
1 Select a parameter in the list, and input the information as instructed below:
L 2 :input a value with the popup on-screen keyboard, or set the parameter
in the displayed menu.
L 2 : select an option from the popup list.
€  Therange or options of the parameters are shown below:
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2. Select the Save quick key to save the data.

NOTE

The input information can be reviewed, printed or sent to other devices only
after being saved. If not saved, the information may be lost after a patient is
discharged or workflow is switched.

11.4 Changing the Display of Manual Parameters

To change the parameters to be displayed or their sequence in the list, follow this
procedure:

1 Select the Main Menu quick key — from the Configuration column select
Workflow — input the required password — select «¢-.

2. Select the C’J on the right of the workflow to be set. Select an area and from the
popup list, select Manual Param.

3. Select Parameters Setup — Manual Input tab. Then select an item and from the
popup list, select the parameter to be displayed.

4. Return to the main screen and switch workflows for the setting to take effect.
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12Clinical Assistive Applications (CAA)

The Clinical Assistive Applications (CAA) function integrates some commonly used
clinical guidelines and tools into the monitor. It puts the currently monitoring parameter
measurements together and provides comprehensive analysis results.

CAA can improve the clinician’s working efficiency. However, it is not directly used for
diagnosis and cannot not replace the clinician’s judgement.

12.1 Early Warning Score (EWS)

The Early Warning Scores (EWS) can help you recognize the early sign of deterioration in
patients based on vital signs and clinical observations. It is based on the “Royal College
of Physicians (2015) National Early Warning Score (NEWS2): Standardizing the
assessment of acute illness severity in the NHS, Report of a Working Party. RCP, London.
Depending on the score calculated, appropriate recommendations are displayed.

The monitor supports the following scores:

B MEWS (Modified Early Warning Score)
B NEWS (National Early Warning Score)

B NEWS2 (National Early Warning Score 2)
B Custom Score

Custom Score is based on user-defined parameters. It can be a total score or an IPS,
depending on the configuration.

A subscore is given for each parameter based on the measured or entered value. When
all the required parameters are entered or measured, the subscores are added together
to calculate the total early warning score. Each subscore has a color coding to indicate
associated level of risk. When the total score is outside of the thresholds, actions are
recommended. MEWS, NEWS and NEWS2 can give total scores.

MEWS, NEWS and NEWS?2 are intended for adult patients only. The patient category
applied to the Custom Score is defined by Mindray Clinical Score Configuration Tool. For
more information, see Mindray Clinical Scoring Config Tool Instruction for Use (P/N: 046-
012986-00).

WARNING

EWS is not intended for pediatric and neonatal patients.

®  The EWS scores and recommended actions are for reference only and cannot

be directly used for diagnostic interpretation.
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EWS cannot be used as an prognosis index. It is not a clinical judgement tool.
Clinicians must use their clinical judgement in conjunction with the EWS tool
at all times.

MEWS and NEWS are intended for adult patients only. NEWS is not applicable
to pregnant woman and COPD (Chronic Obstructive Pulmonary Disease)
patients.

12.1.1 The EWS Display

12.1.2

The following figure shows the EWS screen.

(1) NEWS2  spo2Scale Scale 2 (8)
@ )
©)]
(6)
4) ()

(1) EWS protocol label

(2) The scoring time

(3) Total score. The color of the circle indicates the level of risk.

(4) Risk level indicator. The level of risk increases from top down. The current level is

enclosed by a white square frame.
(5) Subscore area: displays the subscore of each parameter.
6) Reset: select this button to clear the previous score.

) Calculate: select this button to calculate the total score. It is available when all
parameter values used for scoring are obtained automatically.

(8) SpO, scale (for NEWS2 only): displays the current SpO, scale used for scoring.
Select this area to change to another scale.

Accessing the EWS Screen

Access the EWS window in any of the following ways:
B Select the EWS parameter area
MW  Selectthe Main Menu quick key ~ from the CAA column select EWS.

Take NEWS2 as an example, the EWS screen is shown as follows. Your screen may be
slightly different due to the configuration.

12-2
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Total score. The color of the circle indicates the level of risk.

P
N e

Risk level indicator. The level of risk increases from top down. The current level is
enclosed by a white frame.

(3) Parameter area: display the value of each parameter.

4) Subscore area: display the subscore of each parameter.

(5) Keyboard symbol: indicates that the value is manually entered.

(6) Select this button to see the clinical response to the current score.
(7) Scoring interval

8) Scoring countdown: time to the next scoring.

9) EWS protocol label

(

10)  The scoring time
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12.1.3 Performing EWS Scoring
CAUTION

The decision to use Scale 2 of the SpO2 Scale should be made by a competent
clinical decision maker and should be recorded in the patient’s clinical notes.

NOTE

®  Before calculating the score, select Reset to clear the previous score.

® The keyboard symbol at the right of the parameter value indicates that the
value is manually entered.

[}

You can get the score only when all required parameters have been measured
or entered.

To perform scoring, follow this procedure:

1.

Select Reset to clear the previous score and update values of currently monitored
parameters and relevant subscores.

For NEWS2, set the SpO2 Scale.
€ Scale 1: for patient without hypercapnic respiratory failure.

& Scale 2: for patients with a prescribed oxygen saturation

12-4
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12.1.5

12.1.6

121.6.1

12.1.6.2

Setting Auto Scoring Interval

In Continuous Monitoring mode, you can set the auto scoring interval. Follow this
procedure:

1 From the EWS page select Setup.
2. Setinterval:

€ By Score: the monitor automatically starts scoring as per the interval
selected for corresponding total score.

€ 5min-24hrs: If Auto Scoring is set to Interval, the monitor automatically
starts scoring as per the selected interval. If Auto Scoring is not set to
Interval, the countdown timer of manual scoring is selected.

& Off: the monitor does not automatically start scoring.

EWS Alarm

When working under Continuous Monitoring mode, if alarms are enabled, the monitor
automatically gives alarms and refreshes the score.

Setting the EWS Alarm

In Continuous Monitoring mode, if Alarm is enabled, the monitor can automatically
give alarms in the following cases:

B The total score exceeds the configured threshold
B The score of auto obtained parameter is 3.

To configure the EWS alarm, follow this procedure:

1 From the EWS page select Setup.

2 Select the Alarm tab.

3. Turnon the Alarm switch.
4

Set the alarm switches for the single parameters listed in the 3 in single
parameter area.

5. Set the alarm switch and threshold of the total score in the EWS Score area.

Auto Refreshing Scores

If Auto Refresh Scores is enabled, the monitor can automatically refresh the total score
in the following cases:

B The total score reaches the configured threshold, or falls from the configured
threshold to a lower score.

B The score of auto obtained parameter reaches 3, or falls from 3 to a lower score.
To enable the auto refreshing score function, follow this procedure:

1 From the EWS page select Setup.
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2. Select the Alarm tab.

3. Turn on the Auto Refresh Scores switch.

12.1.7 Changing EWS Settings
12.1.7.1 Changing the Scoring Protocol
The monitor is configured with a default scoring protocol. To change the scoring
protocol, follow this procedure:
1 From the EWS page select Setup.
2. Set Score.
12.1.7.2 Setting the Score Confirmation Switch
In Continuous Monitoring mode, you can select if confirmation is required before
saving score. Follow this procedure:
1 From the EWS screen select Setup.
2. Set Score Confirmation switch.
& Off: the monitor automatically saves the scoring result after the scoring is
completed.
€ On:you need to confirm that whether the scoring result is saved or not after
the scoring is completed.
12.1.7.3 Setting the Manual Data Timeout
The manually input parameter data can be configured become invalid after a preset
time. To set the timeout period for the input data, follow this procedure:
1 From the EWS screen select Setup.
2. From the Manual Data Timeout area, select a desired parameter and set its
timeout period.
NOTE
® |fthedatais expired and not updated, the monitor displays the
corresponding parameter score in outline font, and gives a timeout alarm.
12.1.8 Viewing Historical Scores
To view the history scores, follow this procedure:
1 Select the Review quick key  select Scoring Review tab.
2. Select PID and from the popup list select the ID of which the scores are to be
viewed.
3. Select Filter and choose a protocol if needed.
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4. Select a record and then select Detail.

12.1.8.1 Managing the Scoring Tools
To manage the scoring tool, follow this procedure:

1 Select the Main Menu quick key ~ from the System column select Maintenance
input the required password  select

2. Selectthe CAAtab  select EWS tab.
3. Select Manage Score.

€ Delete local scoring tools: from the Local page, delete the unnecessary
scoring tools.

€ Import the desired scoring tools to the monitor: connect a USB drive to the
monitor’s USB port. From the USB Drive page, select the scoring tools on
the USB drive, and then select
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12.2.1 GCS Display

The GCS value displays in the Manual Input list, as shown below:

Manual Input

Supp. 02 02 Source
LOC(GCS) LOC(ACVPU)
02 Flow Rate Lmi 1/O Fluid =
@) )
(1)  GCSlabel

(2)  GCSvalue: total score. Select this area to enter the GCS dialog.

Your display may look slightly different. If GCS is not displayed, you can follow the
procedure in 11.4 Changing the Display of Manual Parameters to add GCS to the list.
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12.2.2 Accessing the GCS Dialog
Select the GCS value to enter the GCS dialog.

1

@

(1)  Subscores
(2)  Total score. The color of the circle indicates the level of risk.

(3)  Scoring time

12.2.3 Performing GCS Scoring

To perform scoring, follow this procedure:

1 From the Eye Opening area, Verbal Response area, and Motor Response area,
respectively select an item that represents the patient’s status.
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2. Select OK to accept the total score.
3. Select the Save quick key to save GCS scoring.

The following table lists the default score range and color of relevant consciousness
level.

Level Range Color
Mild damage 13tol5 White
Moderate damage 9to 12 Yellow
Severe damage 3to8 Red
NOTE

[}

The GCS score range is adjustable. Refer to 16.7.3 Setting GCS Threshold for
Each Consciousness Level for the method of changing the high limit and low
limit of each consciousness level.

12.2.4 Reviewing GCS Data

12.3

If the GCS data is correctly saved, you can review the GSC data following this procedure:
1 Select the Review quick key  select Scoring Review tab.

2. Select a record from the list, and then select Detail.
3. Check the LOC(GCS) value.

Pain Score

The monitor provides pain score functions to help assess a patient’s pain. The following
scales are provided by default:

B VAS-cm: avisual analog scale of 0 to10 cm.

B VAS-mm: avisual analog scale of 0 to 100 mm.

B NRS:anumeric rating scale, using numbers to rate the pain.
B VRS-5:averbal rating scale of 0 to 5.

B FPS-R:face pain scale revised.

W FLACC: stands for face, legs, activity, crying, and consolability.

You can also add custom pain scores to the list. For details, refer to 16.8.6.2 Adding a
Custom Pain Scale.

Pain Score is applicable for adult, pediatric, and neonatal patients.

12-10
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12.3.1

12.3.2

12.4

1241

The Pain Score Display

The following figure shows the pain score screen. Your display may be configured to look
different.

4)

9 10
Worst Pain Possible

(1)  The name of currently used pain scale

(2)  Scoring area: selecting this area to select a value or an option from the popup list for
total scoring.

(3)  Indicating the number of pain scales currently selectable

(4)  Adding pain description

Performing Pain Score

Follow this procedure:

1 Swipe on the Pain Score screen to the left or right to select a pain scale.
2 Set the pain description if needed.

3. Tap the scoring area to select a value or an option for scoring.

4

Select the Save quick key to save the data.

Targeted Goal

For patients under continuous monitoring, if you are concerned with specific parameters
and their trends, you can use the Targeted Goal screen. The Targeted Goal screen
focuses on the target parameter and displays parameter measurements in big numerics.
You can easily identify whether parameter target is reached via a dashboard and review
the statistics of the target parameter by sections.

The Targeted Goal screen displays parameter measurements and waveforms of SpO,,
Pl, PR, NIBP, and Temp. The measurements of these parameters displays in big numerics.

Entering the Targeted Goal Screen

To enter the Targeted Goal screen, in Continuous Monitoring mode, select Targeted
Goal quick key.
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12.4.2 The Display of the Targeted Goal Screen

—
@

Target parameter area: displays the SpO, measurement in big numerics, as well as

its target range, and alarm limits.
+ The dashboard shows the target range in green.

+ The A pointer below the dashboard indicates the current measurement value.
Target parameter waveform area: displays the SpO, waveform.
Target parameter statistics area: displays the SpO, statistics by sections.

Parameter trends area: displays trends of the target parameter and secondary
parameters.

Other parameter area: displays parameter measurements and alarm limits of
parameters other than the target parameter and secondary parameters.

Secondary parameters area: displays parameter measurement of PR and Pl in big
numerics, as well as parameter sources and alarm limits.

12.4.3 Operating the Targeted Goal Screen

You can access parameter setup and trends review from the Targeted Goal screen.

Select the parameter trends area to enter the Tabular Trends review page.

Select the target parameter statistics area to enter the parameter statistics setup
menu. Set the range of each section and the target section.

Select the desired waveform area, parameter numeric area, or dashboard to enter
corresponding parameter setup menu.

12-12
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12.4.3.1 SpO, Statistics Display
The following figure shows the SpO, statistics area:

1) Duration of SpO, statistics
) Results of SpO, statistics

(3) Sections for statistics: The section in green indicates the target range.

12.4.3.2 Selecting the Range of each SpO, Section and the Target Section
To define the SpO, range of each section, follow this procedure:
1 Select the SpO, statistics area.
2 Select a value on the left of the scale.
3. Use the keyboard on the right to change the value.
4 Drag the section label on the right of the scale up or down to select a target

section. The target section is highlighted in green in the SpO, statistics area.

12.4.3.3 Selecting the SpO, Statistics Length

The Duration of SpO, statistics is configurable. From the SpO, statistics area, select the
duration to redefine the length of SpO, statistics.
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13Recording

13.1 Recorder

The thermal recorder records patient information, measurement data, and up to two
waveforms. The monitor can be configured with a built-in recorder.

@
@

_—
)
= =L

@ @
®

®)
@

Start/Stop key: press to start a recording or stop the current recording.

Module status indicator
+ On:when the recorder is powered and ready for use.

+ Off: when the monitor is switched off.

+ Flashes: if an error has occurred with the recorder.
Paper outlet

Recorder door

Latch: pull it away from the recorder to open the recorder door.

13.2 Starting Recordings

Recordings can be started manually.

In Continuous Monitoring mode, to start a recording, you can either:

Press the hardkey on the front of the recorder.
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W Select on the current page.

In Spot Check mode, to start a recording:

1 Select the Save quick key.

2. Select on the current page.

13.3 Stopping Recordings
Recordings can be stopped manually or automatically.
13.3.1 Stopping Recordings Manually
To manually stop a recording, choose either of the following method:
W Pressthe hardkey again.
MW Select the Main Menu quick key — from the Device column select Record Setup,
and then select Clear All Record Tasks.
13.3.2 Stopping Recordings Automatically
Recordings stop automatically in the following conditions:
B Therecording is completed.
HW  Therecorder runs out of paper.
M Therecorder has an alarm condition.
B The monitor is turned off.
13.4 Recording Related Flags
You can find the following flags on the recording reports:
MW Forautomatically stopped recordings, there are two columns of asterisks “*” at the
end of the report.
B For manually or abnormally stopped recordings, there is one column of asterisks
“*" at the end of the report.
13.5 Setting up the Recorder
To configure the recorder, follow this procedure:
1. Select the Main Menu quick key — from the Device column select Record Setup.
2. In the Record Setup menu, select the desired waveform for Waveform 1 and
Waveform 2 in turn. The recorder can record up to 2 waveforms at a time.
3. Select Recording Duration to set the duration of real-time recording.
4. Select Recorder Paper Speed to set the speed for recording waveforms.
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13.6

13.7

13.8

Clearing Recording Tasks

To clear recording tasks, follow this procedure:

1
2.

Select the Main Menu quick key — from the Device column select Record Setup.

In the Record Setup menu, select Clear All Record Tasks. This clears all queued
recording tasks and stops the current recording.

Loading Paper

To load paper, follow this procedure:

1 Use the latch at the upper right of the recorder door to pull the door open.
2. Insert a new roll into the compartment as shown below. Feed the paper through
and pull some paper out from the top of the roller.
3. Close the recorder door.
CAUTION
®  Use only specified thermal paper. Otherwise, it may cause damage to the
recorder’s printhead, the recorder may be unable to print, or poor print
quality may result.
®  Never pull the recorder paper with force when a recording is in process.
Otherwise, it may cause damage to the recorder.
[ ]

Do not leave the recorder door open unless you are reloading paper or
cleaning a paper jam.

Removing Paper Jam

If the recorder works incorrectly or produces unusual sounds, check if there is a paper
jam. If a paper jam is detected, follow this procedure to remove it:
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1. Open the recorder door.
2. Take out the paper and tear off the draped part.

3. Reload the paper and close the recorder door.

13.9 List of Recording Reports
The recorder can output the following reports:
M Realtime reports
€ Realtime Segment Waveform Record (Continuous Monitoring)
H  History reports
¢  Spotcheck Record
EWS Record
Tabular Trend Report

L BN R 4

Graphic Trend Report
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14Review

14.1 Review Overview

Trends are patient data collected over time and displayed in graphic, tabular, or other
forms to give you a picture of how the patient's condition is developing. The Review
dialog also enables access to review the events, scores, and so on.

14.2 Review Dialog

The Review dialog contains tabs to display trend data in tabular, graphic, or other forms.

14.2.1 Accessing the Review Dialog

To enter the review dialog, select the Review quick key.

14.2.2 Example Review Dialog

The review dialogs have similar structure. The graphic trends review dialog is taken as an

example:
‘7 (12)

(2) — —F (11)

@)
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1) Record button: select it to output patient information and data through the
recorder.

—
n

Current window time line: indicates the time length of the current screen.

@

Waveform area: displays trend curves. The color of trend curves is consistent with
the color of parameter labels.

Zoom: select the time duration of data to be viewed on one screen.

— =
o &

= or =p= . goes to the previous or next event.

*=Q : displays events in a chronological order. The most recent event is displayed
at the top. The number of exclamatory marks before an event indicates alarm
priority.

U

or # :moves the cursor backward or forward

(D indicates the position of current screen time in the entire time length.
Dragging the slider left or right enables you to locate the trend data at a specific
time and also refreshes data in current window accordingly.

9) Cursor

(10) Numeric area: displays numeric values at the cursor indicated time. The
background color of numeric values indicates the alarm priority.

(11) Event area: displays the event of the cursor time. Selecting the event accesses the
event list. If there is no event at the cursor time, the cursor time is displayed.

(12)  Eventtype indicator: different color blocks match different types of events:
* Red: high priority alarm event

+ Yellow: medium priority alarm event
+ Cyan: low priority alarm event

+ White: operation-related event

14.2.3 Reviewing the Tabular Trends
The Tabular Trends review dialog displays trend data in a tabular form. You can select a
patient and trends of a certain period or type to be viewed. Follow this procedure:
1 Select the Review quick key  select Tabular Trends tab.
2. Set the filtering condition to PID, Name, or Visit No.. Then select the information
of the patient to be viewed.
3. Set Filter to a period of time (30 seconds to 3 hours selectable), a parameter
(Temp, Scoring etc.) or type of data (Manually Saved for example).
4. Select a record to be viewed and select Detail to check more information.
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14.2.4

14.2.5

14.2.6

14.26.1

Reviewing Scores

The Scoring Review dialog displays scores in a tabular form. You can select a patient
and a certain scoring protocol to be viewed. Follow this procedure:

1 Select the Review quick key  select Scoring Review tab.

2. Set the filtering condition to PID, Name, or Visit No.. Then select the information
of the patient to be viewed.

Set Filter to MEWS, NEWS or NEWS2.

4, Select a record to be viewed and select Detail to check more information.

Reviewing the Graphics Trends

The Graphic Trends review dialog displays trend data in a visual form. To review the
Graphic Trends, follow this procedure:

1 Select the Review quick key  select Graphic Trends tab.
2. Select Zoom to set the period of data to be displayed on one screen.

3. Move the slider Pto the left or right to browse more trend data.

Reviewing Events

The monitor stores events in real time, including technical alarm events, physiological
alarm events, and operational events. When an event occurs, all the measurement
numerics and three event-related waveforms 16 seconds before and after the event are
stored.

NOTE

Alarms are saved as events and will be maintained if the equipment is
powered down. The time of equipment power down is not recorded as an
event and cannot be reviewed.

Earlier events will be overwritten by later ones if the storage capacity is
reached.

A total loss of power does not affect the events already stored.

Viewing the Events Dialog
To enter the events review dialog, select Review quick key  select Events tab.

The Events dialog displays event list. Events are displayed in descending chronological
order, with the most recent displayed at the top.The number of exclamatory marks
before an event indicates alarm priority as described in 5.3.3 Alarm Indicators.

Different color blocks are displayed on the left of each event to indicate different event
types.

HW  Red: high priority alarm event
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B Yellow: medium priority alarm event

B Cyan: low priority alarm event

B White: operation-related event

You can view operation events not related to parameters, such as system time change.

The number of currently selected events and the total number of events are displayed at
the top right corner of the event list. For example, 2/4 indicates that the selected event is
the second event in the events and the total number of events is 4.

NOTE

Pausing or switching off alarms will not be recorded as events. The time of
these operations will not be recorded in the system log.

14.2.6.2 Viewing Event Details
To view waveforms and parameter values at the event time, follow this procedure;
1. SelectReview quick key  select Events tab.
2. Select an event to be viewed, and then select Detail.
On the Detail page, you can also view the details of other events by either:
B Selecting EEQ and then the desired event.
B Selecting *¢= or =P* to view the previous or next event.
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15.6  Modifying Configuration Password
To modify the configuration password, follow this procedure:

1 Select the Main Menu quick key — from the Configuration column select
Manage — input the required password — select «g=J .

2. Select Modify Password.
3. Respectively input the old password and new password.

4, Select OK.

15.7 Restoring the Latest Configuration Automatically

During operation, you may make changes to some settings. However, these changes
may not be saved as user configuration. To prevent the changes from losing in case of a
sudden power failure, the equipment stores the configuration in real time. The saved
configuration is the latest configuration.

In case of a temporary power failure, if the power is restored within 30 minutes,
monitoring will resume with all active settings unchanged,; if the monitor is without
power for more than 30 minutes, the monitor behaves the same as it is normally turned
off.
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1 6Password-protected User Settings

16.1

16.1.1

16.1.2

16.1.3

This chapter describes the password-protected functions accessed in the Maintenance
dialog.

Setting the Device Location

Setting Monitor Information
To set monitor information, follow this procedure:
1 Select the Main Menu quick key  from the System column select Maintenance

input the required password  select g . The Device Location tab is
displayed.

2. Input the Monitor Name, Facility, Department, Room No, Bed No.

Setting Monitor Location

To better locate and manage the monitor, you can set the location information. Follow
this procedure:

1 Select the Main Menu quick key  from the System column select Maintenance
input the required password  select «gJ . The Device Location tab is
displayed.
2. SetLocation.
€ Fixed: the Patient Management menu displays Bed No and Room No, but
you cannot change them. If your monitor is installed at a fixed position, or
you do not need to frequently change the room number and bed number,
set Location to Fixed.

€  Unfixed: you can change Bed No and Room No from the Patient
Management menu. If Location is set to Unfixed, Bed No and Room No
are cleared each time you discharge a patient.

Enabling the Auto Obtain Bed Number Function

If the monitor is connected to the wired network, the monitor can automatically set the
patient’s bed number according to the bed number information bonded to the bedside
network connector.

To enable this function, follow this procedure:
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16.2.3 Auto Discharging a Patient after Monitor Power Off

For patients under Continuous Monitoring mode, you can set the monitor to
automatically discharge a patient upon startup after being switched off for a period of
time. To do so, follow this procedure:

1 Select the Main Menu quick key — from the System column select Maintenance
— input the required password — select -l

2. Select the Patient Management tab— Discharge tab.

3. Selectatime for Auto Discharge When Power Off. The monitor will automatically
discharge the patient at next startup after being switched off for the selected
period of time. The default is Never. That is to say the monitor will not discharge a
patient upon startup, regardless of how long the monitor has been switched off.

16.2.4 Auto Deleting Patient Data after Discharging a Patient

You can let the monitor automatically delete patient data after discharging a patient. To
do so, follow this procedure:

1 Select the Main Menu quick key — from the System column select Maintenance
— input the required password — select -

2. Select the Patient Management tab— Discharge tab.
3. Set Auto Delete Patient Data if Discharged.
&  Right Now: deletes patient data as soon as the patient is discharged.

& 7 days: deletes discharged patient data seven days after the patient was
discharged.

¢ 1 Month: deletes discharged patient data one month after the patient was
discharged.

€ Auto: patient data is not deleted when the patient is discharged. The oldest
discharged patient data will be deleted when the storage space of the
monitor is full.

16.2.5 Clearing All Patient Data

You can delete all patient information and data in the monitor. To do so, follow this
procedure:

1. Select the Main Menu quick key — from the System column select Maintenance
— input the required password — select «=J .

2. Select the Patient Management tab — Discharge tab.
Select Clear All Patient Data.

4. Select OK. Select OK again for confirmation until a message indicating you that all
datais cleared.
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16.2.6

16.3

CAUTION

Clearing patient data will discharge the current patient. Make sure there is no
patient is being monitored before you clear all data.

Setting Patient Location Options for the Standby Screen

To set options for patient location, follow this procedure:

1.

Select the Main Menu quick key — from the System column select Maintenance
— input the required password — select «=J .

Select the Patient Management tab — Location tab.

Input or edit patient location options.

Changing the Authorization Settings

16.3.1 Setting Clinician Login
You can select whether verification or authentication is required for clinician login. To do so,
follow this procedure:
1 Select the Main Menu quick key — from the System column select Maintenance
— input the required password — select «g=J .
2. Select the Authorization Setup tab.
3. Set Clinician Login.
€ No Verification: no verification is needed for clinician login.
€ Clinician Verification; the user name saved in the MLDAP server is required.
€ Clinician Authentication: the user name and password saved in the MLDAP
server are required.
4. Set Automatic Logout Time and Imprivata Domain as needed.
16.3.2 Selecting Password for User Maintenance
You can select what password is used when accessing the Maintenance dialog. To do so,
follow this procedure:
1 Select the Main Menu quick key — from the System column select Maintenance
— input the required password — select = .
2. Select the Authorization Setup tab — Authorization Setup tab.
3. From the Maintenance area, set User Maintenance to select the password for
accessing the monitor’s Maintenance dialog.
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€ Local Password: the monitor’s password for accessing the Maintenance
dialog is required.

4 Clinician Authentication: the user name and password saved in the MLDAP
server are required.

You can select Modify Local Password to change the monitor’s password for accessing
the Maintenance dialog.

16.3.3 Selecting Password for Changing Alarm settings

You can select what password is used when changing alarm settings, including setting
alarm switch, alarm limit, and alarm priority. To do so, follow this procedure:

1 Select the Main Menu quick key — from the System column select Maintenance
— input the required password — select «g=J .

2. Select the Authorization Setup tab — Authorization Setup tab.

3. From the Clinic area, set Alarm Setup to select the password for changing alarm
settings.

¢  No Password: changing alarm settings is not password protected.

€  Local Password: The monitor’s password is required for changing alarm
settings.

€ Clinician Authentication: The account and password in the MLDAP are
required for changing alarm settings.

If Alarm Setup is password protected, you can set Retention Time to select the timeout
period of password for accessing the alarm settings. If there is no operation after the
specified timeout period is reached, you need to re-enter the password.

16.3.4 Selecting Password for Viewing Discharged Patient Data

You can select what password is used when viewing discharged data. To do so, follow
this procedure:

1 Select the Main Menu quick key — from the System column select Maintenance
— input the required password — select

2. Select the Authorization Setup tab — Authorization Setup tab.

3. From the Clinic area, set View Discharged Patients to select the password for
viewing discharged patient data.

¢ No Password: no password is required for viewing discharged patient data.

€ Clinician Login: discharged patient data can be viewed only after clinician
login succeeds.
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1. Select the Main Menu quick key — from the System column select Maintenance
— input the required password — select «g=J .

2. Select the Save&Send tab.
3. Switch on Log Out After Saving.

16.4.1.6 Setting whether to Discharge Patient Automatically after Saving Data

You can selects whether to automatically discharge the patient after saving data in Spot
Check mode. To do so, follow this procedure:

1 Select the Main Menu quick key — from the System column select Maintenance
— input the required password — select «g=J .

2. Select the Save&Send tab.

3. Switch on or off Discharge Patient After Saving.

16.4.1.7 Setting whether to Automatically Save NIBP Measurements

You can selects whether to automatically save the NIBP measurements after NIBP
measurement completes. To do so, follow this procedure:

1 Select the Main Menu quick key — from the System column select Maintenance
— input the required password — select «=J .

2. Select the Save&Send tab.

3. Switch on or off Auto Save After NIBP Measurement.
16.4.2 Setting Items about Sending Data

16.4.2.1 Setting Clinician Login as Required for Sending Data
You can set clinician login as required for sending data. To do so, follow this procedure:

1 Select the Main Menu quick key — from the System column select Maintenance
— input the required password — select «g=J .

2. Select the Save&Send tab.

3. Switch on Clinician Required.

16.4.2.2 Enabling Clinician Login Verification before Sending Data

You can set the monitor to verify if the clinician login information matches with the
information in the database before sending data. To do so, follow this procedure;

1. Select the Main Menu quick key — from the System column select Maintenance
— input the required password — select «=J .

2. Select the Save&Send tab.

3. Switch on Clinician Match Required.
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16.4.2.3 Setting whether to Automatically Clear Sent Data
You can select whether to clear the sent data after it is sent successfully. To do so, follow this
procedure:
1 Select the Main Menu quick key — from the System column select Maintenance
— input the required password — select «g=J .
2. Select the Save&Send tab.
3. Switch on or off Clear Sent Data After Sending.
16.4.2.4 Setting whether to Automatically Clear Local Patient List
You can select whether to clear the patient list saved on the monitor after the sending.
To do so, follow this procedure:
1 Select the Main Menu quick key — from the System column select Maintenance
— input the required password — select «=J .
2. Selectthe Save&Send tab.
3. Switch on or off Auto Clear Local Patient List.
16.5 Changing the Alarm Settings
16.5.1 Setting Alarm Tone Properties
16.5.1.1 Setting the Minimum Alarm Volume
To set the minimum alarm volume, follow this procedure:
1 Select the Main Menu quick key — from the System column select Maintenance
— input the required password — select «=J .
2. Select the Alarm tab. The Audio tab is displayed.
3. Set Minimum Alarm Volume.
16.5.1.2 Setting the Interval between Alarm Sounds
If you choose the ISO pattern, you can change the interval between alarm tones. To
change the interval between alarm tones, follow this procedure:
1 Select the Main Menu quick key — from the System column select Maintenance
— input the required password — select = .
2. Select the Alarm tab. The Audio tab is displayed.
3. Set High Alarm Interval, Med Alarm Interval, and Low Alarm Interval.
Item Range Default
High Alarm Interval 3sto15s 10s
Med Alarm Interval 3sto30s 20s
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Item Range Default

Med Alarm Interval 16st030s 20s

16.5.1.3 Setting Alarm Volume Escalation

The monitor provides the function of automatically escalating the alarm tone volume.
When this function is enabled, if an alarm is not reset within the designated delay time
after the alarm occurs, the volume of the alarm tone increases automatically.

To set the alarm volume escalation, follow this procedure:

1. Select the Main Menu quick key — from the System column select Maintenance
— input the required password — select «=J .

2. Select the Alarm tab. The Audio tab is displayed.
3. Set Auto Increase Volume.

& 2 Steps:ifanalarm is not reset within the designated delay time after the
alarm occurs, the alarm volume automatically increases by two levels.

& 1 Step:ifanalarmis not reset within the designated delay time after the
alarm occurs, the alarm volume automatically increases by one level.

& Off.ifanalarm is not reset within the designated delay time after the alarm
occurs, the volume of the alarm tone does not change.

4. Select Increase Volume Delay to set the delay time of alarm volume escalation.

NOTE

The alarm volume escalation function is not applied to the latched alarms.

16.5.2 Setting Alarm Pausing and Resetting Properties

16.5.2.1 Defining the Pause Function

You can either pause alarms or pause alarm tones. This depends on the pause setting. To
set the pause function, follow this procedure:

1 Select the Main Menu quick key — from the System column select Maintenance
— input the required password — select «g=J .

2. Select the Alarm tab — Pause/Reset tab.

3. Set Pause to Alarm Pause or Audio Pause.

16.5.2.2 Setting the Alarm Pause Time/Alarm Tone Pause Time

The alarm pause time or alarm tone pause time can be set to 1 min, 2 min, 3 min, or
Permanent. The default audio pause time is two minutes.
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To set the alarm tone pause time, follow this procedure:

1 Select the Main Menu quick key — from the System column select Maintenance
— input the required password — select «g=J .

2. Select the Alarm tab — Pause/Reset tab.

3. Set Pause Time.

16.5.2.3 Setting the Priority of Audio Paused Alarms
To select alarm of what priority can be paused or alarm sound of what priority can be
paused, follow this procedure:
1. Select the Main Menu quick key — from the System column select Maintenance
— input the required password — select «=J .
2. Select the Alarm tab — Pause/Reset tab.
3. Set Pause Priority.
€ All: pressing the Alarm Pause quick key pauses all alarms.
¢  Med & Low: pressing the Alarm Pause quick key pauses alarms of medium
and low priority. The high priority alarms will not be paused.
& Disable: the Alarm Pause quick key is disabled.
16.5.2.4 Disabling the Options of Prolonging Alarm Pause Time/Alarm Tone
Pause Time
To disable specific options for the clinician when prolonging alarm pause time or the
alarm tone pause time, follow this procedure:
1 Select the Main Menu quick key — from the System column select Maintenance
— input the required password — select «g=J .
2. Select the Alarm tab — Pause/Reset tab.
3. Switch off Pause 5 min, Pause 10 min, or Pause 15 min.
16.5.2.5 Setting Alarm Light Status on Alarm Reset
When the alarm system is reset, the monitor presents the alarm light by default, but you
can switch off the alarm light. To change the alarm light setting, follow this procedure:
1 Select the Main Menu quick key — from the System column select Maintenance
— input the required password — select «g=J .
2. Select the Alarm tab — Pause/Reset tab.
3. Set Alarm Light.
€  OnWhen Reset: when the alarm system is reset, the alarm tones of the
current alarms are switched off, but the alarm lamp remains flashing.
¢  Off When Reset: when the alarm system is reset, both the alarm tone and
alarm lamp of the current alarms are switched off.
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16.5.2.6 Setting the Reminder Tones
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€ Lowest: the low alarm limit cannot be lower than this setting.
4 Priority: the alarm priority cannot be lower than this setting.

If you need to restores default guard limits. select Clear.

16.5.5 Selecting Alarms to be Sent to the Nurse Call System
To set the type and priority of alarms that are sent to the nurse call system, follow this
procedure:
1 Select the Main Menu quick key — from the System column select Maintenance
— input the required password — select «g=J .
2. Select the Alarm tab — Nurse Call tab.
3. Select Signal Type.
€ Pulse: the nurse call signal is a pulse signal and each pulse lasts one second.
When multiple alarms simultaneously occur, only one pulse signal is
outputted. If an alarm occurs but the previous one is not cleared, a new
pulse signal will also be outputted.
€ Continuous: the nurse call signal lasts until the alarm ends. That is to say the
duration of a nurse call signal is equal to that of the alarm condition.
4. Select Contact Type to set the work mode of the nurse call relay.
Select Alarm Priority to set the priority of alarms sent to the nurse call system.
6. Select Alarm Type to set the type of alarms sent to the nurse call system.
16.5.6 Changing Alarm Priority Settings
16.5.6.1 Setting the Priority of the SpO, Sensor Off Alarm
To set the priority of the SpO, sensor off alarm, follow thPause 5 minPause 5 minis
procedure:
1 Select the Main Menu quick key — from the System column select Maintenance
— input the required password — select «g=J .
2. Select the Alarm tab — Other tab.
3. Set the priority of SpO2 Sensor Off.
16.5.6.2 Setting the Switch of the CMS and eGateway Disconnection Alarm
You can choose whether to issue an alarm when the monitor is not connected or
disconnected from the CMS/eGateway. To do so, follow this procedure:
1 Select the Main Menu quick key — from the System column select Maintenance
— input the required password — select «=J .
2. Select the Alarm tab — Other tab.
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3. In the Other block, switch on or off CMS/eGW Disconnected Alarm. If CMS/eGW
Disconnected Alarm is switched off, the “Offline”alarm is not presented when the
monitor is not connected or disconnected from the CMS/eGateway.

16.5.6.3 Setting the Priority of the CMS and eGateway Disconnection Alarm
To set the priority of the CMS and eGateway disconnection alarm, follow this procedure:

1 Select the Main Menu quick key — from the System column select Maintenance
— input the required password — select

2. Select the Alarm tab — Other tab.
3. Set the priority of CMS/eGW Disconnected.

16.5.6.4 Setting the Switch of the SpO, Desat Alarm Off

You can choose whether switching off the SpO, Desat alarm is permissible or not. To do
so, follow this procedure:

1 Select the Main Menu quick key — from the System column select Maintenance
— input the required password — select

2. Select the Alarm tab — Other tab.
3. Set SPO2 Desat Alarm Off.
4 Disable: the SpO, Desat alarm is always on. You cannot switch it off.

€ Enable: you can switch off the SpO, Desat alarm. For more information, see
6.6.1 Changing the SpO; aiarm Settings'
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16.5.7

16.6

WARNING

If a clinician switches off the apnea alarm, the monitor will not issue the
apnea alarm when that situation occurs. This may result in a hazard to the
patient. Keep the patient under close surveillance.

Setting the Alarm Delay Time

For continuously measured parameters, you can set the alarm delay time. If the alarm
condition is resolved within the delay time, the monitor does not present the alarm.

To set the alarm delay time, follow this procedure:

1 Select the Main Menu quick key — from the System column select Maintenance
— input the required password — select «g=J .

2. Select the Alarm tab — Other tab.
3. Set Alarm Delay.
&  Off analarm is presented as soon as the alarm condition occurs.

¢ 1sec~ 8sec: for continuously measured parameters, an alarm is not
presented if the alarm condition is resolved within the designated delay
time.

The setting of Alarm Delay is not applied to the apnea alarms. You can set apnea delay
separately.

WARNING

The alarm delay time can be set to a maximum of 8 seconds. Changing this
setting to an inappropriate level could result in a hazard to the patient.

Changing the Standby Settings

16.6.1 Setting Prompt Message on Standby Screen
You can set the message to be displayed on the standby screen. To do so, follow this
procedure:
1 Select the Main Menu quick key — from the System column select Maintenance
— input the required password — select «g=J .
2. Select the Standby tab.
3. Select Prompt On Standby Screen and input the message as needed.
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16.6.2 Setting Auto Standby

You can set the monitor to enter standby mode automatically if no operation is detected
in a set time. To do so, follow this procedure:

1 Select the Main Menu quick key — from the System column select Maintenance
— input the required password — select

2. Select the Standby tab.
Switch on Auto Enter Standby.

4. Select Auto Enter Standby Time and select a time as needed. If no operation is
detected in the selected time, the monitor enters standby mode automatically.

16.6.3 Enabling Black Standby Screen

The monitor provides a black screen function for standby mode. If enabled, the screen
turns black after the monitor enters standby mode.

To do so, follow this procedure:

1 Select the Main Menu quick key — from the System column select Maintenance
— input the required password — select

2. Select the Standby tab.
3. Switch on Black Screen On Standby.

16.7 Changing CAA Settings

16.7.1 Selecting the Default Scoring Tool

To set the default scoring tool for different patient category, follow this procedure:

1 Select the Main Menu quick key — from the System column select Maintenance
— input the required password — select

2. Select the CAA tab. The EWS tab is displayed.
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B Patient blood pressure being too low
B Patient pulse rate being too low
B Patient having frequent arrhythmia
W Weak patient pulse

NOTE

[}

The monitor always performs NIBP measurement at deflation stage if Patient
Category is Neo.

16.8.2 Setting Max Inflation Pressure
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2. Select the Module tab — Temp tab.
3. Select the measurement sites as needed.
16.8.5 Adding a New Manual Parameter
If you need to add custom manual parameters to the Manual Input list, follow this
procedure:
1 Select the Main Menu quick key — from the System column select Maintenance
— input the required password — select
2. Select Module — Manual Input tab, and then select Add.
3. Select Name and input the name of the new parameter with the on-screen key-
board.
4, Set Type to Numeric or Text.
€  The type of a parameter cannot be changed after saving.
5. For Numeric type, continue to set the Unit and Resolution of the parameter. For
Text type, you need to set the options to be selected. At least 2 options need to be
set. If needed, you can select Add to set more options.
6. Select Save.
After saving the setting, you can follow the procedure in 11.4 Changing the Display of
Manual Parameters
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16.8.6.3 Adding a Pain Description
You can add up to 15 descriptions on the monitor. To do so, follow this procedure:

1 Select the Main Menu quick key  from the System column select Maintenance
input the required password  select «gJ .

2. Select Module  Pain Score tab, and then select Add Description.

Select Name and input the name of the description with the on-screen keyboard.
4. Set Type to Numeric or Text.

€  The type of a description cannot be changed after saving.

5. For Numeric type, continue to set the Unit and Resolution of the parameter. For
Text type, you need to set the options to be selected. At least 2 options need to be
set. If needed, you can select Add to set more options.

6. Select Save.

16.8.7 Setting Parameter Measurement Timeout

NIBP and Temp measurements become outline fonts after a preset time. This feature
prevents older values being misinterpreted as current measurements. To adjust the
timeout period for NIBP and Temp, follow this procedure:

1 Select the Main Menu quick key  from the System column select Maintenance
input the required password ~ select ) .

2. SelectModule Other tab.
3. Set the timeout period for NIBP and Temp.

16.8.8 Enabling Outline Font for Suspected Values

You can set the monitor to display unreliable SpO, measurements in outline font. This

prevents unreliable measurements from being misinterpreted as normal measurements.
To do so, follow this procedure:

1 Select the Main Menu quick key ~ from the System column select Maintenance
input the required password  select «gJ .

2. Select Module  Other tab.

3. Switch on Outline Font for Suspected Values.

16.9 Setting Parameter Units

To set parameter units, follow this procedure:

1 Select the Main Menu quick key ~ from the System column select Maintenance
input the required password  select «gJ .

2. Select the Unit tab.
3. Select a parameter, and from the popup list, select the unit to be used.

Below is a list of the units you can set:
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Parameter Options Default
Height Unit cm, inch cm
Weight Unit kg, Ib kg
Glucose Unit mg/dl, mmol/L mg/dl
170 Fluid Unit ml, L ml

CO2 Unit mmHg, kPa, % mmHg
Temp Unit °C,°F °C
Pressure Unit mmHg, kPa mmHg

16.10 Setting the Time

16.10.1 Setting the Time Synchronization

If the NTP Time Synchronization function is enabled, the monitor can automatically
synchronize its time with a time server on which NTP (Network Time Protocol) is
implemented. If there are many monitors connected within one network, you can
enable the time synchronization to synchronize the time, and make it unnecessary to
manually set the time for individual monitors.

16.10.1.1 Enabling NTP Time Synchronization
To enable the NTP Time Synchronization function, follow this procedure:

1 Select the Main Menu quick key  from the System column select Maintenance
input the required password ~ select «gJ .

2. Select the Time tab— Time Synchronization tab.
3. Switch on Start NTP Time Sync.

16.10.1.2 Setting the Time Server Address
To set the DNS name of the time server address, follow this procedure:

1 Select the Main Menu quick key ~ from the System column select Maintenance
input the required password ~ select g .

2. Select the Time tab— Time Synchronization tab.
3. Input the name or IP address of the time server.

After configuring the NTP time server, select Network Test to verify that the NTP server
is properly connected.

16-20 VS 8/VS 8A Vital Signs Monitor Operator's Manual



16.10.1.3 Setting the Time Synchronization Interval
To set the time synchronization interval, follow this procedure:

1 Select the Main Menu quick key  from the System column select Maintenance
input the required password  select

2. Select the Time tab— Time Synchronization tab.

3. Set Interval.

16.10.2 Enabling Auto Daylight Savings Time

By default, daylight savings time is disabled. If this function is needed, you need to
manually enable the daylight savings time. To auto start the daylight savings time,
follow this procedure:

1 Select the Main Menu quick key  from the System column select Maintenance
input the required password  select

2. Select the Time tab — Daylight Savings Time tab.
Switch on Auto Daylight Savings Time.
4. Adjust daylight savings time settings as necessary.

NOTE

If you enable Auto Daylight Savings Time you cannot manually switch it on or
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16.13 Changing Scanner Settings

16.13.1 Setting Scanner Information
To set the scanner information on the monitor, follow this procedure:

1 Select the Main Menu quick key  from the System column select Maintenance
input the required password  select

2. Select the Scanner tab. The Scanner Info. tab is displayed.
3. Set Data Parse Mode and then set other information as instructed below:

4 If you select JADAK, select JADAK Barcode tab and set the information of JADAK
barcode.

&  Ifyouselect Local, continue to set the Data Encoding Type, patient
barcode and clinician barcode.

&  Ifyouselect DLL, continue to set the
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16.14 Setting the Report Layout

To set the patient information you want to display on general reports, follow this
procedure:

1. Selectthe Main Menu quickkey  from the System column select Maintenance
input the required password ~ select .g=J .

2. Select the Record tab. The Report Layout tab is displayed.

3. Select the desired items under Report Name. N/A indicates that this item is not
displayed on a report.

16.15 Configuring the Network

You can connect the monitor to the central monitoring system (CMS), and eGateway
through wired LAN or wireless LAN.

Central
Monitoring ADT server sGateway
Station

16.15.1 Network Safety Information
CAUTION

Wireless network designing, deploying, debugging, and maintenance should
be executed by Mindray service personnel or authorized technicians.

o Always set the wireless network according to local wireless regulations.

o Using 5GHz frequency band is recommended whenever possible. There are
more interference sources in 2.4GHz frequency band.

®  private APs and wireless routers are not allowed. These devices may cause
radio interference and result in monitor and CMS data loss.

®  Datacommunication must be performed within a closed network or within a
virtually isolated network provided by a hospital for all network functions.
The hospital is responsible for ensuring the security of the virtually isolated
network.

[}

WPA2-PSK and WPA2-Enterprise verification and encryption should be used
if possible. Otherwise, the equipment may not be able to work or patient
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information may be divulged. WPA2-Enterprise and a long password are
recommended.

Keep network authentication information, for example password, safe, to
protect the network from being accessed by unauthorized users.

Do not connect non-medical devices to the monitor network.

If wireless network signal is poor, there may be a risk of CMS-destined data
loss.

Maximum number of monitors connected to a single AP is 16. Too many
monitors connected to the same AP may result in network disconnection.

RF interference may result in wireless network disconnection.

Disconnecting from the network may result in CMS-destined data loss and
function failure. Check the patient in case of network disconnection and
solve the network problem as soon as possible.

Ensure that the monitor IP address setting is correct. Changing the network
settings may result in network disconnection. Contact your service personnel
if there are any problems on the IP address.

If the device remains in service following the end of support, the
cybersecurity risks for end-users can be expected to increase over time.

Network disconnection does not have an impact on local monitoring
functions.

Contact Mindray service personnel if cybersecurity problems occur.

16.15.2 Selecting a Network Type

To select network type, follow this procedure:

1.

Select the Main Menu quick key  from the System column select Maintenance
input the required password ~ select «gJ .

Select the Network Setup tab. The Network Type tab is displayed.

Set Monitor to Auto, LAN1 IP, or WLAN according to your network type. The
default is Auto, which means the monitor will automatically use LAN1 IP when
detected and the available WLAN when LANL1 IP is not detected.

16.15.3 Managing TLS Certifications

You can check or delete local CA certificates or user certificates. You can also import
certificates from a USB drive. To do so, follow this procedure:

1.

2.

Select the Main Menu quick key  from the System column select Maintenance
input the required password  select «J .

Select the Network Setup tab. The Network Type tab is displayed.
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3. Select TLS Certificate Management button from the bottom left corner of the
dialog.

@  Select CA Certificate or User Certificate to view either one type of
certifications.

€ From the Local Certificate tab, select certifications you want to delete from
the monitor, and then select Delete. You can also select Delete All to delete
all the certifications in the list.

¢  From the Import Certificate tab, select certifications you want to import
from the USB memory device, and then select Confirm.

16.15.4 Setting the Wired Network

To set the wired network, follow this procedure:

1 Select the Main Menu
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€  Obtain DNS address automatically: the monitor automatically gets the
DNS address.

€ Using the Following DNS Address: you need to input the IP address of
Preferred DNS Server and Alternate DNS Server.

5. Select the WLAN Setup tab and set WLAN Band and channels. The default is
Auto, which means the monitor can automatically identify the WLAN band.

After configuring the wireless network, select Network Test to verify that the wireless
network can be properly connected.

If you need to change network settings, select beside the desired wireless network.

Selecting @ deletes the wireless network.

16.15.6 Managing Certifications
You can delete certifications from the monitor, or import certifications from the USB
memory device. To do so, follow this procedure:
1 Select the Main Menu quick key  from the System column select Maintenance
input the required password  select «gJ .
2. Select the Network Setup tab — WLAN tab.
3. Select Certificate Management button from the bottom left corner of the dialog.
¢ From the Local tab, select certifications you want to delete from the
monitor, and then select Delete.
¢  From the USB Drive tab, select certifications you want to import from the
USB memory device, and then select Import.
16.15.7 Enabling Selecting a CMS
To enable selecting a CMS, follow this procedure:
1 Select the Main Menu quick key  from the System column select Maintenance
input the required password ~ select «gJ .
2. Select the Network Setup tab — Transfer Setup tab.
3. Switch on Select CMS.
16.15.8 Adding CMSs
You can add up to 30 central monitoring systems (CMS) for your monitor. To add CMSs,
follow this procedure:
1 Select the Main Menu quick key ~ from the System column select Maintenance
input the required password  select g .
2. Select the Network Setup tab — Transfer Setup tab.
3. Set Send Data to Central Station.
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4. Select Add Central Station, and then input the CMS name and IP address of this
department.

16.15.9 Using the ADT Gateway

The ADT (admit-discharge-transfer) gateway is normally deployed in the eGateway. You
can obtain patient information from the hospital ADT server through the ADT gateway.

To configure the ADT gateway, follow this procedure:

1 Select the Main Menu quick key  from the System column select Maintenance
input the required password  select

2. Select the Network Setup tab — Transfer Setup tab.
3. Select Server Address to input the host name or IP address of the ADT gateway.
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16.15.11Setting Multicast Parameters

Multicast helps device discovery between monitors and other devices on the network.
Devices in the same multicast group can be mutually discovered.

To set multicast parameters, follow this procedure:

1 Select the Main Menu quick key  from the System column select Maintenance
input the required password  select «gJ .

2. Select the Network Setup tab — Device Discover tab.
3. SetMulticast TTL.
4. Set Multicast Address.

16.15.12Setting the Network Service Quality Level

To set the quality of service (QoS), follow this procedure:

1 Select the Main Menu quick key ~ from the System column select Maintenance
input the required password ~ select gl .

2. Select the Network Setup tab — QoS tab.

3. Select QoS Level For Realtime Monitoring to set the service quality of network
connection for realtime monitoring, for example parameter measurements and
waveforms, alarms, etc.

4. Set QoS Level For Others to set the service quality of network connection for
non-realtime monitoring, for example history data, printing, etc.

16.15.13Setting MLDAP

To access the MLDAP server, set your monitor as follows:

1 Select the Main Menu quick key ~ from the System column select Maintenance
input the required password ~ select «g-J .

2. Select the Network Setuptab  MLDAP tab.
3. Set IP address and port of the MLDAP server.

16.15.14Testing MLDAP Server Connection

To test whether the monitor is properly connected with the MLDAP server, follow this
procedure:

1 Select the Main Menu quick key  from the System column select Maintenance
input the required password ~ select «g-J .

2. Select the Network Setuptab  MLDAP tab.
3. Select Network Test.

16.15.15Setting VitalsLink

To set VitalsLink, follow this procedure:
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CAUTION

® itis highly recommended to use the same SpO, tone mode for the same

monitors in a single area to prevent issues arising from inconsistent
operation.

16.17.2 Selecting the Language

To set the user interface (Ul) language, follow this procedure:

1 Select the Main Menu quick key  from the System column select Maintenance
input the required password ~ select «gJ .

2. Select the Other tab.
3. Select Language, and from the popup list, select the target language.

16.17.3 Browsing System Log

To browse the system log, follow this procedure:

1 Select the Main Menu quick key ~ from the System column select Maintenance
input the required password  select «gJ .

2. Select the Other tab.
Select Browse SystemLog  OK to enter the System Log page.

4. Select the log classifications you want to view, and then select Search. To view
logs of certain date and time, select Jump To and define the date and time.

16.17.4 Exporting System Log

To export the system log, follow this procedure:
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1 Select the Main Menu quick key ~ from the System column select Maintenance
input the required password  select «gJ .

2. Select the Other tab.
3. Select Export System Log.

16.17.5 Exporting Patient Data

To export patient data, follow this procedure:
1 Connect a USB drive to the monitor's USB port.
2. Select the Main Menu quickkey  from the System column select Maintenance
input the required password ~ select «g=J .
Select the Other tab.
4. Select Export Patient Data.
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1 7 Battery

17.1 Battery Introduction

This monitor is designed to operate on battery power when the mains power is not
available. The monitor uses mains power as primary power source. In case of mains
power failure, the monitor automatically runs on the battery power.

NOTE

VS 8/VS 8A Vital Signs Monitor Operator's Manual

17-1






If the battery is almost depleted, the monitor presents the Critically Low Battery alarm.
In this case, immediately connect the AC mains to power the monitor and charge the
battery. Otherwise, the monitor will automatically shut down soon.

For more information on battery-related alarms, see D.2.6 Power Supply Technical
Alarm Messages.

17.4 Replacing the Battery
To replace the battery, follow this procedure:
1. Turn off the monitor. Disconnect the power cable and other cables.

2. Lay the monitor down to have access to the bottom of the monitor.

3. Open the battery compartment door by turning the screw counterclockwise.

Il
a4
Il

4. Disconnect the old battery from the connectors on the left of the battery compart-
ment and take out the old battery.

5. Insert the new battery into the battery compartment with the battery terminal
outwards. Then connect the battery to the connectors on the left of the battery
compartment.

6. Close the battery door and turn the screw clockwise.

17.5 Connecting an External Battery

You can connect an external battery to the monitor via the connector on the back.
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The battery is recharged automatically when the monitor is connected to AC mains
power.

17.7 Maintaining the Battery
17.7.1 Conditioning the Battery

1 Disconnect the monitor from the patient and stop all monitoring and measuring
procedures.

2. Turn off the monitor. Install the battery to be conditioned.

3. Connect the monitor to AC power. Allow the battery to be charged
uninterruptedly till it is fully charged.
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17.9 Recycling Batteries
Discard a battery in the following situations:
B The battery has visual signs of damage.
W The battery fails.
B The battery is aged and its runtime significantly less than the specification.
B The battery service life is reached.

Properly dispose of batteries according to local regulations.

WARNING

Do not open batteries, heat batteries above 60 °C, incinerate batteries, or
short the battery terminals. They may ignite, explode, leak or heat up,
causing personal injury.
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18 Care and Cleaning

18.1 Care and Cleaning Introduction

In this chapter we only describe cleaning and disinfection of the monitor, and certain
accessories. For the cleaning and disinfection of other reusable accessories, refer to their
instructions for use of the corresponding accessories.

Keep your equipment and accessories clean. To avoid damage to the equipment, follow
these guidelines:

B Always follow the manufacturer’s instructions for each cleaning/disinfecting
agent.

Do not immerse any part of the equipment or accessories into liquid.
Do not pour liquid onto the equipment or accessories.

Do not allow liquid to enter the case.

Never use abrasive materials (such as steel wool or silver polish), or erosive
cleaners (such as acetone or acetone-based cleaners).

18.2 Care and Cleaning Safety Information

WARNING

Be sure to turn off the system and disconnect all power cables from the
outlets before cleaning the equipment.

® |tisrecommended that your equipment be thoroughly cleaned after use, to
prevent possible infection to the patient.

® Do notclean or disinfect the metal parts of the monitor and probe.
Otherwise, metal part corrosion or product reliability deterioration could
result.

® Dponot attempt to clean the device while monitoring a patient.

CAUTION

® i you spill liquid on the equipment or accessories, contact Mindray or your
service personnel.

°

Avoid wetting the pins and metal parts of the equipment, mounting kits or
accessories during cleaning and disinfection.
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Use only Mindray approved cleaners and disinfectants and methods listed in
this chapter to clean or disinfect your equipment. Warranty does not cover
damage caused by unapproved substances or methods.

®  \We make no claims regarding the efficacy of the listed chemicals or methods
as a means for controlling infection. For the method to control infection,
consult your hospital’s Infection Control Officer or Epidemiologist.

®  The responsible hospital or institution shall carry out all cleaning and
disinfection procedures specified in this chapter.

®  Refertothe respective instructions for use of the cleaning agents and
disinfectants.

®  Donotmix disinfecting solutions (such as bleach and ammonia) as hazardous
gases may result.

NOTE

[}

To clean or disinfect reusable accessories, refer to the instructions delivered
with the accessories.

18.3 Cleaning and Disinfecting the Equipment
Use approved cleaning and disinfecting agents for cleaning or disinfecting the main

unit.

18.3.1 Approved Cleaning and Disinfecting Agents

The following table lists approved cleaning and disinfecting agents:

Product Name $;E:UCt Active Ingredients Purpose EPA No.
Sodium hypochlorite Liquid Sodium hypochlorite bleach Disinfecting /
bleach 0.5%
Hydrogen peroxide Liquid Hydrogen peroxide 3% Disinfecting /
Isopropanol Liquid Isopropanol 70% Disinfecting /
1-Propanol Liquid 1-Propanol 50% Disinfecting /
Metrex CaviCidel™ Liquid Diisobutylphenoxyethoxyet Cleaning, 46781-12
hyl dimethyl benzyl disinfecting
ammonium chloride 0.28%,
Isopropanol 17.2%
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Product

Product Name Type Active Ingredients Purpose EPA No.
Virex® I 256 (1:256) Liquid Didecyl dimethyl Cleaning, 70627-24
ammonium chloride 8.704%, disinfecting
n-Alkydimethyl benzyl
ammonium chloride 8.190%
Virex@ TB Liquid n-Alkyl dimethyl benzyl Cleaning, 70627-2
ammonium chlorides disinfecting
0.105%,
n-Alkyl dimethyl ethylbenzyl
ammonium chlorides
0.105%
Rely+OnTM Virkon® High Powder Used as 1% solution Disinfecting /
Level Surface Disinfectant Biocidal active:
Pentapotassium bis
(peroxymonosulphate) bis
(sulphate)(500g/kg),
Contains dipotassium
peroxodisulphate.
Alpet® D2 Surface Wipes Isopropyl Alcohol 58.6000%, Disinfecting 73232-1
Sanitizing Wipes Octyl Decyl Dimethyl
Ammonium chloride
0.0075%, Dioctyl Dimethyl
Ammonium Chloride
0.0030%
Clorox Dispatch® Hospital Wipes Sodium Hypochlorite 0.65% Cleaning, 56392-8
Cleaner Disinfectant Towels disinfecting
with Bleach
Clorox Healthcare® Bleach Wipes Sodium Hypochlorite 0.55% Cleaning, 67619-12
Germicidal Wipes disinfecting
Clorox Healthcare® Wipes Hydrogen Peroxide 1.4% Cleaning, 67619-24
Hydrogen Peroxide Cleaner disinfecting
Disinfectant Wipes
Diversey Oxivir® TB Wipes Wipes Hydrogen Peroxide 0.5% Cleaning, 70627-60
disinfecting
Metrex CaviWipes™ Wipes Diisobutylphenoxyethoxyet Cleaning, 46781-8
hyl dimethyl benzyl disinfecting
ammonium chloride 0.28%,
Isopropanol 17.2%
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Product Name Type Active Ingredients Purpose EPA No.
PDI Sani-Cloth® AF3 Wipes n-Alkyl dimethyl ethylbenzyl Cleaning, 9480-9
Germicidal Disposable ammonium chlorides 0.14%, disinfecting
Wipe n-Alkyl dimethyl benzyl
ammonium chlorides 0.14%
PDI Sani-Cloth@ Bleach Wipes Sodium Hypochlorite Cleaning, 9480-8
Germicidal Disposable 0.63%,0ther ingredients disinfecting
Wipe 99.37%
PDI Sani-Cloth® HB Wipes n-Alkyl dimethyl ethylbenzyl | Cleaning, 61178-4-
Germicidal Disposable ammonium chlorides 0.07%, disinfecting 9480
Wipe n-Alkyl dimethyl benzyl
ammonium chlorides 0.07%
PDI Sani-Cloth@ Plus Wipes n-Alkyl dimethyl ethylbenzyl Cleaning, 9480-6
Germicidal Disposable ammonium chlorides disinfecting
Cloth 0.125%, n-Alky dimethyl
benzyl ammonium chlorides
0.125%
PDI Super Sani-Cloth® Wipes n-Alkyl dimethyl ethylbenzyl Cleaning, 9480-4
Germicidal Disposable ammonium chlorides 0.25%, disinfecting
Wipe n-Alkyl dimethyl benzyl
ammonium chlorides 0.25%,
Isopropyl Alcohol 55.0%
S-7 hospital grade | Wipes Benzalkonium chloride Disinfecting /
disinfectant surface wipes 0.09% w/v
Didecyldimethylammonium
chloride 0.147% w/v
Poly (Hexamethylene
Biguanide) hydrochloride
0.09% w/v
Neutral detergent wipes Wipes less than 1% non-ionic and Cleaning, /
cationic surfactants, disinfecting
DMDM hydantoin
lodopropynyl
butylcarbamate
Premier disinfectant wips Wipes less than 5% - nonionic Disinfecting /
surfactant disinfectants,
lodoproynyl butylcarbomate
V-wipes Wipes Benzalkonium chloride Cleaning, /
9.63g/L disinfecting
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18.3.2 Cleaning the Equipment

Thoroughly clean your equipment after use on a patient. Before cleaning the equipment
and mounting kits, consult your hospital’s regulations for cleaning the equipment.

To clean your equipment, follow this procedure:
1 Shut down the monitor and disconnect it from the AC power.

2. Clean the display screen with wipes or a soft cloth moistened with one of the
cleaning agents listed in 78.3.7 Approved Cleaning and Disinfecting Agents only.
Follow the cleaners/disinfectants instructions, including contact time.

3. Clean the exterior surface of the equipment with wipes or a soft cloth moistened
with one of the cleaning agents listed in 18.3.7 Approved Cleaning and Disinfecting
Agents only.

4. Wipe off all the cleaning agent residue with a dry cloth.
5. Dry your equipment in a ventilated, cool place.

6. Check the monitor and make sure there is no visible residue on the surface. Repeat
the above steps to clean the main unit if necessary.

18.4 Disinfecting the Equipment

Disinfect the monitor as required in your hospital’s servicing schedule using the
disinfecting agents listed in the table above. Cleaning the monitor before disinfecting is
recommended.

18.5 Cleaning the Thermal Print Head

Dirty print head deteriorates printing quality. Check the printout to ensure the printing
is legible and dark. Light printing may indicate a dirty print head.

To clean the thermal print head, follow this procedure:
1.  Take measures against the static electricity, such as the wrist strap.
2. Open the recorder door and remove the recording paper.

3. Gently wipe the print head with cotton swabs dampened with ethanol to remove
the dust and foreign particles.

4. Wipe off excess moisture with dry cotton swabs.
Allow the print head air dry.
6. Reload the recording paper and close the recorder door.

CAUTION

Do not use anything that may destroy the thermal element.

®  Donotadd unnecessary force to the thermal head

VS 8/VS 8A Vital Signs Monitor Operator's Manual 18-5



18.6

The thermal print head gets hot when recording. Do not clean the print head
immediately after recording.

Cleaning and Disinfecting the Accessories

For the NIBP air hose and SpO, cable, you should clean and disinfect them using the

cleaners and disinfectants and methods listed in this section. For other accessories, you
should consult the instructions delivered with the accessories.

CAUTION

®  Fuids entering the NIBP air hose can damage the equipment. When cleaning
and/or disinfecting the NIBP air hose, prevent liquid from entering the hose.

o Periodically inspect the NIBP air hose and connector for signs of wear or
deterioration. Replace the NIBP air hose if you detect a leak. Dispose of
damaged NIBP air hose according to local laws for disposal of hospital waste.

®  Never immerse or soak the accessories in any liquid.

®  Never clean or disinfect the metalic connectors at either end of the
accessories.

®  Use only Mindray approved cleaners and disinfectants and methods listed in
this section to clean or disinfect the accessories. Warranty does not cover
damage caused by unapproved substances or methods.

[}

To avoid long term damage, the accessories should be disinfected only when
necessary as determined by your hospital’s policy.

18.6.1 Approved Accessories Cleaning and Disinfecting Agents
The following table lists approved NIBP air hose cleaning and disinfecting agents:

Product Name ?)r/(r))(;uct Active Ingredients Purpose EPA No.
Isopropanol Liquid Isopropanol 70% Disinfecting | /
1-Propanol Liquid 1-Propanol 50% Disinfecting | /
Metrex CaviCidel™ Liquid Diisobutylphenoxyethoxyethyl Cleaning, 46781-12
dimethyl benzyl ammonium disinfecting
chloride 0.28%,
Isopropanol 17.2%
Virex® TB Liquid n-Alkyl dimethyl benzyl Cleaning, 70627-2
ammonium chlorides 0.105%, disinfecting
n-Alkyl dimethyl ethylbenzyl
ammonium chlorides 0.105%
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Product Name %r/gc;uct Active Ingredients Purpose EPA No.
Rely+0On™ Virkon® Powder Used as 1% solution* Disinfecting | /
High Level Surface Biocidal active:
Disinfectant Pentapotassium bis
(peroxymonosulphate) bis
(sulphate) (500g/kg)
Contains dipotassium
peroxodisulphate.
Alpet® D2 Surface Wipes Isopropyl Alcohol 58.6000%, Disinfecting 73232-1
Sanitizing Wipes Octyl Decyl Dimethyl Ammonium
chloride 0.0075%,
Dioctyl Dimethyl Ammonium
Chloride 0.0030%
Clorox Dispatch® Wipes Sodium Hypochlorite 0.65% Cleaning, 56392-8
Hospital Cleaner disinfecting
Disinfectant Towels
with Bleach
Metrex CaviWipes™ Wipes Diisobutylphenoxyethoxyethyl Cleaning, 46781-8
dimethyl benzyl ammonium disinfecting
chloride 0.28%,
Isopropanol 17.2%
PDI Sani-Cloth® AF3 Wipes n-Alkyl dimethyl ethylbenzyl Cleaning, 9480-9
Germicidal ammonium chlorides 0.14%, disinfecting
Disposable Wipe n-Alkyl dimethyl benzyl
ammonium chlorides 0.14%
PDI Sani-Cloth® Plus Wipes n-Alkyl dimethyl ethylbenzyl Cleaning, 9480-6
Germicidal ammonium chlorides 0.125%, disinfecting
Disposable Wipe n-Alky dimethyl benzyl
ammonium chlorides 0.125%
PDI Super Sani- Wipes n-Alkyl dimethyl ethylbenzyl Cleaning, 9480-4
Cloth® Germicidal ammonium chlorides 0.25%, disinfecting
Disposable Wipe n-Alkyl dimethyl benzyl
ammonium chlorides 0.25%,
Isopropyl Alcohol 55.0%

The following table lists approved Masimo SpO, cable cleaning and disinfecting agents:

Product Name Product Type Active Ingredients Purpose EPA No.
Isopropanol Liquid Isopropanol 70% Disinfecting | /
VS 8/VS 8A Vital Signs Monitor Operator's Manual 18-7



Product Name Product Type Active Ingredients Purpose EPA No.
Sodium Liquid Sodium hypochlorite Disinfecting | /
hypochlorite bleach, 0.5%
bleach
Hydrogen Liquid Hydrogen peroxide, 3% Disinfecting | /
peroxide
PDI Super Sani- Wipes n-Alkyl dimethyl Cleaning, 9480-4
Cloth® Germicidal ethylbenzyl ammonium disinfecting
Disposable Wipe chlorides 0.25%, n-Alkyl
dimethyl benzyl
ammonium chlorides
0.25%, Isopropyl Alcohol
55.0%
Glutaraldehyde Liquid Glutaraldehyde, 2% Disinfecting | /
The following table lists approved disinfectants for the Nellcor SpO, cables:
Product . .
Product Name Type Active Ingredients Purpose EPA No.
Sodium hypochlorite Liquid Sodium hypochlorite bleach, Disinfecting /
bleach 0.5%
Isopropanol Liquid Isopropanol 70% Disinfecting /
1-Propanol Liquid 1-Propanol 50% Disinfecting /
Virex® TB Liquid n-Alkyl dimethyl benzyl Cleaning, 70627-2
ammonium chlorides 0.105%, disinfecting
n-Alkyl dimethyl ethylbenzyl
ammonium chlorides 0.105%
Rely+On™ Virkon® High | Powder Used as 1% solution* Disinfecting /
Level Surface Biocidal active:
Disinfectant Pentapotassium bis
(peroxymonosulphate) bis
(sulphate) (500g/kg)
Contains dipotassium
peroxodisulphate.
Clorox Dispatch® Wipes Sodium Hypochlorite 0.65% Cleaning, 56392-8
Hospital Cleaner disinfecting

Disinfectant Towels
with Bleach

VS 8/VS 8A Vital Signs Monitor Operator's Manual




Product

Product Name Type Active Ingredients Purpose EPA No.
Clorox Healthcare® Wipes Sodium Hypochlorite 0.55% Cleaning, 67619-12
Bleach disinfecting

Germicidal Wipes

Clorox Healthcare® Wipes Hydrogen Peroxide 1.4% Cleaning, 67619-24
Hydrogen Peroxide disinfecting

Cleaner Disinfectant

Wipes

Diversey Oxivir® TB Wipes Hydrogen Peroxide 0.5% Cleaning, 70627-60
Wipes disinfecting

PDI Super Sani-Cloth® Wipes n-Alkyl dimethyl ethylbenzyl Cleaning, 9480-4
Germicidal Disposable ammonium chlorides 0.25%, disinfecting

Wipe

n-Alkyl dimethyl benzyl
ammonium chlorides 0.25%,
Isopropyl Alcohol 55.0%

18.6.2 Cleaning the Accessories

Thoroughly clean the accessories (NIBP air hose, and SpO, cable) after use on a patient.
Before cleaning the accessories, consult your hospital’s regulations for cleaning the

accessories.

To clean the accessories (NIBP air hose and SpO, cable), follow this procedure:

1 Clean the accessories with wipes or a soft cloth moistened with one of the
cleaning agents listed in 78.3.7 Approved Cleaning and Disinfecting Agents only.

2. Wipe off all the cleaning agent residue with a dry cloth.

3. Allow the accessories to air dry.

18.6.3 Disinfecting the Accessories

We recommend that the accessories (NIBP air hose and SpO, cable) should be
disinfected only when necessary as determined by your hospital’s policy, to avoid long
term damage to the accessories. Cleaning the accessories before disinfecting is
recommended.

18.7 Sterilization

Sterilization is not recommended for this monitor, related products, accessories, or
supplies unless otherwise indicated in the Instructions for Use that accompany the
products, accessories or supplies.
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19Maintenance

19.1 Maintenance Introduction

Regular maintenance is essential to ensure that the equipment continues to function
properly. This chapter contains information on periodic testing and maintenance.

19.2 Maintenance Safety Information

WARNING

® 1o avoid electric shock, stop using the monitor if you find the housing is
damaged, and contact the service personnel.

®  Failureonthe part of the responsible individual hospital or institution using
this equipment to implement a recommended maintenance schedule may
cause undue equipment failure and possible health hazards.

®  No modification of this equipment is allowed.

® This equipment contains no user serviceable parts.

®  Software upgrades to the monitor can only be done by Mindray service
engineers with Mindray upgrading tools.

® Donot open the equipment housings. All servicing and future upgrades must
be carried out by the service personnel.

®  The safety checks or maintenance involving any disassembly of the
equipment should be performed by professional service personnel.
Otherwise, undue equipment failure and possible health hazards could
result.

® Donot open batteries, heat batteries to above 60 °C, incinerate batteries, or
short the battery terminals. Batteries may ignite, explode, leak or heat up,
causing personal injury.

® Donot adjust, repair, open, disassemble, or modify the pulse oximeter or
accessories. Injury to personnel or equipment damage could occur. Return
the pulse oximeter for servicing if necessary.

o

The service personnel must be properly qualified and thoroughly familiar
with the operation of the equipment.
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CAUTION

® The equipment and accessories shall not be serviced or maintained while in
use on a patient.

® if you discover a problem with any of the equipment, contact your service
personnel or Mindray.

®  Useandstorethe equipment within the specified temperature, humidity, and
altitude ranges.

®  When disposing of the packaging material, be sure to observe the applicable
waste control regulations and keep it out of the reach of children.

®  Atthe end of its service life, the equipment, as well as its accessories, must be
disposed of in compliance with the guidelines regulating the disposal of such
products. If you have any questions concerning disposal of the equipment,
please contact Mindray.

NOTE

[ ]

If needed, contact the manufacture for circuit diagrams, component part
lists, descriptions, calibration instructions, or other information concerning
the repair of the equipment.

19.3 Maintenance and Testing Schedule
Follow the maintenance and testing schedule or local regulations to perform testing and
maintenance such as defined in section 19.5 Testing Methods and Procedures. Follow your
hospital policy on cleaning and disinfecting the equipment before testing and
maintenance.
The following table lists the maintenance and testing schedule:
Test/Maintenance Item Recommended Frequency
Performance Tests
Visual inspection Every day, before first use.
Measurement module 1. If you suspect that the measurement values are
performance test and incorrect.
calibration 2. Follow any repairs or replacement of relevant module.
3. Once every two years for parameter module
performance tests.
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195

195.1

Test/Maintenance Item Recommended Frequency
Performance Tests
Nurse call test If you suspect that the nurse call function does not work
properly.
Electrical Safety Tests
Electrical safety tests Once every two years.
Other Tests
Power-on test Before use.
Recorder check 1. When the recorder is used for the first time.
2. Follow any repair or replacement of the recorder.
Battery Functionality 1. When first installed.
check test 2. When battery is replaced.
Performance Every three months or if the battery runtime is reduced
test significantly.

Checking Version Information

To view system software version information, select the Main Menu quick key  from
the System column select Version.

You can check system software version, module hardware and software version, and
firmware version only from the Maintenance dialog.

Testing Methods and Procedures

Except the following maintenance tasks, all other test and maintenance tasks should be
performed by Mindray-qualified service personnel only.

B Regular checks, including visual inspection and power-on test
B Recorder tests
B Battery check

If your monitor needs a safety test and performance test, contact the service personnel.

Performing Visual Inspection

Visually inspect the equipment before its first used every day. If you find any signs of
damage, remove the monitor from use and contact the service personnel.

Verify that the equipment meets the following requirements:
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19.5.3

1954

19.6

19.6.1

19.6.2

19.7

Environment and power supply specifications are met.
The monitor housing and display screen are free from cracks or other damage.
The power cord is not damaged and the insulation is in good condition.

Connectors, plugs, and cables are not damaged and kinked.

Power cord and patient cables are securely connected to the equipment.

Performing Power-on Test

The monitor automatically performs a power-on test at startup. Verify the following
items for the power-on test:

B The equipment powers on properly.

B Thealarm system works properly, denoted by alarm sounds and display of all three
alarm light colors.

W The monitor displays properly.

Testing the Recorder

To test the recorder, follow this procedure:

1 Start a recording task to print waveforms and reports.
2. Check that the recorder functions correctly.

3. Check that the printout is clear without missing dots.

Checking the Battery

For information on battery check, see 17.7.2 Checking Battery Performance.

NIBP Maintenance

NIBP Leakage Test

The NIBP leakage test checks the integrity of the system and of the valve. The NIBP
leakage test should be performed once every two years or when you doubt the NIBP
measurements. The NIBP leakage test should be performed by Mindray-qualified service
personnel only.

NIBP Accuracy Test

The NIBP accuracy test should be performed once every two years or when you doubt
the NIBP measurements. The NIBP accuracy test should be performed by Mindray-
qualified service personnel only.

Disposing of the Monitor

Dispose of the monitor and its accessories when its service life is reached. Follow local
regulations regarding the disposal of such product.
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